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THE twenty-first Summer Meeting of the Section was held at the Old Swat an n Hotel, Harrogate, 
‘om Friday, June 6th, to Monday, June 9th, 1958. 


The Chairman of the Section, Mr. A. N. Leather, B.Sc., F. RI. .C., presided over an 


Ordinary Meeting at 10.15 a.m. on Saturday, June 7th, at which Mr. R. J. Gardner, Publicity — 
Officer of Imperial Chemical Industries Ltd. (Fibres Division) spoke on ‘‘Terylene,”’ illustrating — 
the formation of synthetic fibres and the discovery and uses of Terylene by means of a colour — 
| On the Saturday evening ‘the pz party saw “‘The House by the Lake,” at the Grand Theatre, 
Leeds, and made a coach tour to Wharfedale, Burnsall and Bolton Abbey on the Sunday 


June 18th, 1958, in the restaurant room of “‘The Feathers,” Tudor Street, pe toy E.C.4. _- 
The Chair was taken by Dr. G. F. Hodsman, B.Sc., A-Inst.P. 
discussion on Microdetermination of Elements other than HO and Cl, Br, 


in Organic Compounds” was opened by Alison M. G. Macdonald, B.Sc., M. Sc., D., »A. RL. 


and R. Belcher, D.Sc., Ph.D., F.R.LC., F.Inst. 


visited the new Pharmaceutical Research Laboratories of Imperial Chemical Industries Ltd., 
_ A description of the Research Department by t the Division’s External Relations Officer — 
preceded a tour of the laboratories during which an opportunity v was given t to see ¢ and discuss 7 


_ At the close of the meeting, thanks on behalf of the Group for a most instructive and 
enjoyable visit were expressed by the Vice-Chairman, ‘Dr. ju: I. M. Jones, D.Sc., FRI R.I , 
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BENTLEY AND BURGAN: 


Polynuclear Hydrocarbons Tobacco and 3 


method is described for the concentration of 3: 


4 | Spectrum « of the hydrocarbon. 


bacco smoke er be found to contain 

An essential difference, however, between normal tobacco smoke and coal tar is that, 
whereas the latter is the by-product of a carbonisation process occurring in the absence of 
q air, tobacco smoke contains the products of combustion of leaf constituents and of distillation 
of volatile substances in the presence of air. Considerable amounts of leaf constituents are 


a _ also carried over into the smoke 4 ys a process of steam-distillation and entrainment, and, 


substances in a restricted supply of air between about 750° and 1600° C by a process involving 
_ first a breakdown into methylene radicles and hydrogen. The methylene radicles dimerise} 
.- 4 to ethylene, which breaks down further to hydrogen and “nascent acetylene.”’ This partly 
decomposes to carbon, hydrogen and methane and partly polymerises to polynuclear aromatic} 
——— _ hydrocarbons with further loss of hydrogen. A mechanism of this sort may explain thefl a 
; _ formation of carcinogenic tars during the carbonisation in the absence of air of the organic 
materials that were tested by Kennaway*-* and Kennaway and Sampson.* These carbonisa 
_ tion conditions are, however, not representative of those in the burning zone of a cigarette}) 
q and normal tobacco smoke i is, a priori, unlikely to contain appreciable amounts of polynuclea 
aromatic ‘This May not be so in tars produced by heating tobacco in closed 


- ‘essential Stina was noted by some of the earlier workers’: 11 and also in more recent times. uf 
___ Because of its important biological effects, and also because of the comparative ease\) 
with which it can be recognised in mixtures, attention has been directed first to 3: 4-benzo-/ 
pyrene. However, many workers who analysed tobacco tar by methods applicable to coall 
tar failed to detect the hydrocarbon.".8.4,15 An early report by Roffo* that tobacco ta 
contained 3:4-benzopyrene arose by a confusion of nomenclature. The hydrocarbon for 
_ which spectroscopic evidence was obtained by Roffo was, in fact, 1: 2- -benzopyrene, which} 
believed to be the highly carcinogenic isomer. wer 
It is now evident that one of the reasons for the earlier failures to detect 3 : 4-benzopyrene 
in tobacco tar was that the order of magnitude of the concentration present was not appre{ 
- ciated. It has recently become clear that the smoke from cigarettes smoked under conditions 
_ simulating the human habit does in fact contain small amounts of 3:4-benzopyrene. There 
_is, however, little agreement among workers in this field as to the amounts present. Fo 
example, Cooper and Lindsey"® give a figure of about 1 wg per 100 cigarettes smoked)’ 
-3 equivalent to 0-2 p.p.m. by weight of condensable material; Wynder"’ gives the concentration) 
_ as 2 p.p.m. by weight of condensable matter; Alvord and Cardon’® found a range of 8 to 18 yg 
per 100 cigarettes smoked, equivalent to 1- 6 to 3-6 p-p. ey | weight of condensable matter; 
_ Latarjet, Cuzin, Hubert-Habart, Muel and Royer found 1-2 wg per 100 cigarettes smoked, 
equivalent to 0-2 p.p.m. by weight of condensable matter; and Bonnet and Neukomm* 
at found 2-2 wg per 100 cigarettes smoked, equivalent to about 0-4 p.p.m. by weight « of 


Differences in smoking technique are probably responsible for some of these variations. 
q aa” In the work now ——— cigarettes have been smoked under conditions that are thought 
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‘In our experience, which we believe to be general, it es not yet been possible to isolate 
pure polynuclear hydrocarbons from cigarette-smoke condensate. Even after extensive 
chromatographic separation, the 3: 4-benzopyrene-containing fractions contain a L large eXCess 


- 400-my region and an intense fluorescence at a somewhat longer wavelength. The typical — 
appearance of the absorption spectrum of a purified 3:4-benzopyrene-containing fraction is _ 

| shown in Fig. 1. In this, the absorption peaks at 365 and 385 my, which are characteristic 

| of the ‘hydrocarbon, can be seen as small inflexions against a generalised background absorp- 
tion. A method for determining substances by the heights of absorption peaks under these — 
conditions is that of Morton and Stubbs,” which has been applied to the determination of ‘. 
vitamin A in fish oils and of anthracene in petroleum. The small and indeterminate peaks — 
obtained from purified cigarette-smoke fractions, however, makeit impossible to use this acned 
for 3:4-benzopyrene. For example, a requirement of the method of Morton and Stubbs is 
that linear irrelevant absorption must be assumed to be present over the region of the peak 
used in the determination. This assumption cannot be made for certain fractions of 
tobacco tar. As will be shown later, the analytical method finally adopted depends on the ve 
use of fractions that show the characteristic banded fluorescence spectrum of 3:4-benzopyrene, _ 
and these fractions invariably also show small inflexions in the absorption spectrum charac-_ 

_ teristic of 3:4-benzopyrene. On the other hand, fractions closely adjacent to these on the | 

chromatogram have been found to show apparently typical 3:4-benzopyrene inflexions 

,.) without displaying the characteristic fluorescence bands of the hydrocarbon. The possibility 

that the absence of typical fluorescence in these fractions might be due to quenching was 
excluded by the addition of small amounts of pure 3 : 4-benzopyrene; the characteristic bands’ 
then appeared with the correct intensity. It cannot, therefore, be assumed that the back- 


- ground absorption is linear for the purpose of measuring peak heights; = 


benzopyrene- -containing fraction Z i 


The values reported hitherto in the literature for the 3:4- -benzopy rene content of tobacco 
smoke have all been found by the absorption method. Because they show considerable — 
discrepancies, it was thought that it would be useful to develop, for comparison, an analytical — 
method based on an entirely different principle. The proposed method, based on fluorescence, — 
has therefore been devised. The application of the method to some problems of current — 

For mixed cigarettes representative of those that have a large sale in the United Kingdom, ; 
a . lage number of replicate determinations permits the reproducibility of the method to be ~ 
assessed. For the twenty-five results listed in the first section of Table I, the mean maximum © 

(3:4 -benzopyrene content per 500 g of cigarettes is 4-9 wg, with a range 1-5 to 8-0 yg. ‘This — 
concentration is equivalent to about 0-2 p.p.m. by weight of condensable matter and agrees 
with the results of Cooper and Lindsey,’*. Waller’® and Latarjet, Cuzin, Hubert-Habart, _ 
Muel and Royer."® The concentrations found by other workers, which are 
higher than this, are therefore not of on | sale i in 
smoked under our conditions. 


4 — 
4 
vater; 
mtain 
that 
nce 0 
latior 
ts ar 
, and 
man 
nerise 
part]; 
mati 
rganit 
onisa 
uclea 
closet 
d thi 
ease 
oO coal} af 
| 
on fo 
pyrene 
appre: 
lition 
There 
Fog 
noked, 
‘ration 
18 
noked, 
omm” 
ght off 
4 
ations. 
ought 


BENTLEY AND BURGAN: POLYNUCLE 


e results listed in Table I also show war there is no difference in the 3:4 uaa 


OF 3:4-BENZOPYRENE IN TOBACCO SMOKE, “LEAP AND STEM 


Maximum 3: 4-benzopyrene 
Mixed cigarettes typical of current United Kingdom Smoke ae 
he Smoke .. 50 25 30. 


The figures for unburnt tobacco tobacco show that after normal curing 
- manufacture these materials, as might be expected, have become contaminated with 3:4- 
; benzopyrene by contac, with atmospheric dust and soot. The low figure for stem as ; compared 

with lamina is ees _ cue to the much eal surface area - weight ratio of the former. 


Light —Light range 40° to 60° C, from aromatic hydro- 
carbons, is percolated through chromatographic alumina, distilled and stored over sodium wire. 
_ Benzene—Benzene (crystallisable) is washed three times with concentrated analytical- |} 
‘reagent grade sulphuric acid, once with water, twice with 2 N sodium hydroxide solution | 
and then again with water until the washings are neutral. It is then dried over anhydrous | 


sodium sulphate, distilled repeatedly until the residue (50 ml from 2 litres) does not fluoresce 


ether—Anaesthetic ether B. P. is dried over sodium wire. it 


ls 


Acetone—Laboratory-reagent grade acetone is used without further purification. 

alumina, neutral grade, activity 1, is used. 

3:4-Benzopyrene solution—A solution of the | commercial material in light petroleum is 
= through alumina (Woelm neutral grade), and the principal fluorescent band is 
eluted with 40 per cent. v/v of benzene in light petroleum. _ The hydrocarbon is recovered 


from the eluate by evaporation and ‘then recrystallised from om sana and renee in | 


fe _ photographed. _ In the examination of chromatographic fractions for the presence of 3: 4. 
_benzopyrene, Ilford HPS p ) plates (5 inches x 4 inches) are used with an exposure time of 
1 to 4 minutes. In the determination of 3:4- -benzopyrene, Ilford HP3 plates (5 inches 
A 4 x 4 inches) are used with an exposure time of 2 to 12 minutes. The — — waned fi 
is shown in Fig. 2,00 


conten in ce 
although the chemical composition of these two types oF leat diflers appreciably. Also, there the 
— > is no more 3: 4-benzopyrene in the smoke from cigarettes made entirely of cut tobacco stems, ae 
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‘TOBACCO SMOKE. 


s source of duciting radiation, A, is a‘ “black- -glass” watt mercury-arc lamp used 


in conjunction with a polished. Wood’s glass filter, C. This transmits a group of lines in 
the 365-my region, which excites the visible fluorescence of many 


the slit. reduce the amount of stray mercury ht still a 
matt- black shield, D, is placed in front of the cell. _-» an remnant 


“black- ar mercury-< arc lamp (G.E.C. type MBW/U) 
Wood’s glass Steer (Chance mm thick) 
Matt-black shield 
E = Quartz sample cell ax: 
. 2. Optical system used for recording fluorescence spectra 
_ The es light emitted from the cell pa passes ‘through an aperture in the centre _ 
of the concave mirror and is focused on the spectrograph slit by means of a lens of short 


focal length, G. The whole of the optical system is conveniently mounted on the se ical 


PROCEDURE FC FOR DETERMINING 3: :4- -BENZOPYRENE IN CIGARETTE 


‘The cigarettes used in this work are conditioned at 60 per cent. ‘relative humidity and = 
70° F before smoking, and are smoked under the standard conditions described elsewhere. _ 


‘The smoke is collected by electrostatic precipitation, use being made of the automatic smoking 


‘The precipitated smoke solids (about 25 | g) from 500 g of cigarettes are extracted from _ 
: the autosmoker glass tubes with a mixture of equal volumes of diethyl ether and 2 N 
| combined ether extracts are separated and successively, with four 100-ml 
} r 100-ml portions of 2 N sodium — 
) hydroxide and three 100-ml portions of water. The saation of the neutral fraction of smoke 
_ condensate in ether is then dried over anhydrous sodium sulphate, filtered, and evaporated _ 
__ The residue is recovered by ‘evaporation three times from successive small volumes of __ 
|} light petroleum; it is then dissolved in 50 ml of light petroleum and transferred to a column 
of 115 g of alumina in a glass tube of 28 mm diameter, protected from direct sunlight. = 
___ The chromatogram is developed with 500 ml of light petroleum and then, successively, 7 
with 250-ml portions of 10, 20 and 30 per cent. v/v benzene - light petroleum mixtures and 7 
finally with sufficient 100- ml portions of 40 per cent. v/v benzene - light petroleum mixture 
to elute all the 3:4- -benzopyrene from the column. 
_ Each fraction is evaporated to dryness, care being taken to remove all traces of benzene, 
= re-dissolved in 5 ml of light petroleum. The fluorescence spectrum of each fraction is 
recorded, and those fractions containing 3:4-benzopyrene are combined. = 
_ The combined fractions are concentrated to small volume and transferred to a column 
of 10 g of alumina in a glass tube of 16 mm diameter, protected from direct sunlight. The 
chromatogram is developed with 50 ml of light petroleum, successive 25-ml portions of 10, 
20 and 30 per cent. v/v benzene - ~ light petroleum mixtures and finally sufficient 25-ml | 
_ portions of 40 per cent. v/v benzene - light petroleum mixture to elute all the 3 : 4-benzopyrene. — . 
_ The fractions are evaporated to | dryness, care again being taken to remove all benzene, re- 
dissolved in 5 ml of light petroleum and examined for the presence of 3:4-benzopyrene as +. : 
_ Fractions containing 3: 4-benzopyrene are combined and evaporated onasteam-bath. _ 
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‘BEN wate “AND BURGAN: POLYNUCLEAR HYDROCA! 


at residue is dissolved in a suitable kr known. volume of light petroleum volume 


a. depends on the amount of 3 : 4-benzopyrene present, but the concentration of 3:4-benzopyrene 
in it must be such that the following requirements are met— 


(t) The bands in the fluorescence spectrum at 403, 408 and 427: mp are visible. k 
Po The fluorescence due to the maximum amounts of 3:4-benzopyrene to be subse- 
thang quently added to aliquots for the purpose of determination must not be appreciably 
ow a quenched in the solution. When necessary, this requirement is is checked by means 


ofa a microphotometer, use being made of strong 403-my band. 


ta The concentration of 3:4-benzopyrene in this solution i is determined by the comparison | 


: a on a single photographic plate of the fluorescence spectra of the unknown solution, of standard | 
solutions of 3:4-benzopyrene in light petroleum and of aliquots of the unknown solution 
containing the same added concentrations of 3:4-benzopyrene as the standard solutions. — 
____ For a photographic plate in the normal exposure ranges, the plate density is directly 
a _ proportional to log(light intensity). With the low light intensities involved in this work, 
however, the plates are very much underexposed. and the increase in plate density with 
; ‘. increasing light intensity, and hence with increasing concentration of 3:4-benzopyrene, is 
aan. found to be nearly linear for solutions of the pure hydrocarbon in light petroleum. Hence, 
by visual comparison of the spectra of the unknown solution and the solutions containing 
added 3 : 4-benzopyrene, it is possible to determine the level of added 3 : 4-benzopyrene at which 
_ the concentration of the hydrocarbon in in the unknown solution has been di doubled, and hence 
. _ With the proposed procedure, the final recovery of pure 3:4-benzopyrene added to 
solutions of smoke condensate in diethyl ether before the initial extraction with hydrochloric 
a. acid is 85 to 90 per cent., which provides a correction factor for determinations on normal 


PROCEDURE FOR DETERMINING 3: 4-BENZOPYRENE IN LEAF (CIGARETTE TOBACCO— 


ii leaf is stemmed and cut before extraction. Manufactured cigarette tobacco is fi Cy 


i. e x ated under reduced pressure on a steam-bath, and the 
Tr residue is hydrolysed a olliae under reflux for 2 hours with 100 ml of 10 per cent. w/v 
- ___ethanolic potassium hydroxide. The resulting solution is concentrated under reduced 
7 ~~ pressure on a steam-bath, diluted with water and repeatedly | extracted with diethyl ether. 
The combined ether extracts are washed, successively, with three 50-ml portions of | 
a 2.N hydrochloric acid, 50 ml of water, three 50-ml portions of 2 N sodium hydroxide and } 
_ 50-ml portions of water; they are then dried with anhydrous sodium sulphate and | 
_ evaporated under reduced pressure on a steam-bath. The residue i is recovered by evaporation 
_ three times from successive small volumes of light petroleum, dissolved in 50 ml of light 
petroleum and transferred to a column of 115g of alumina, exactly | as for the analysis of 
_ smoke condensate. With leaf extracts it is usually unnecessary to re-chromatograph the 
combined 3: 4- -benzopyrene- -containing fractions. The 3: 4-benzopyrene content of the com- 
bined fractions can then frequently be determined by direct comparison on a photographic 
plate of the fluorescence spectrum of the unknown solution with the spectra of standard 
solutions of the hydrocarbon; otherwise the determination is carried out by the method 
described for smoke condensate. For pure 3:4-benzopyrene added to tobacco before extrac- 
tion and hydrolysis of the extract, the recovery from the final chromatogram fractions is 75 


per cent. , which provides a correction factor for determinations on normal tobaccos arr “ 


We thank the Directors of The Imperial Tobacco Company (of Great E Britain a 
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TOBACCO AND TOBACCO SMOKE. PART I 
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Determination DDT a and Occurrin 


E. A. BAKER | AND E. JOHN: SKERRETIT 2 


Mixtures of DDT an and chlorobenzilate from spray deposits on plant: 
a surfaces are separated on alumina columns, and the two constituents are _ 
ie _— wi determined by procedures based on the colours developed from their nitration 


‘(ethyl 4: 4'-dichlorobenzilate, Disan non-phytocidal spray 


developed for the control of mite infestations of plants. It has been used successfully for 


controlling the citrus-bud mite and may prove to be of value against other species, such 
gas ay big- bud mite of blackcurrants. _ For this latter purpose it would be convenient to use a 


for the satin control of the currant-leaf midge. "In order to assess the distribution 
and the levels of the deposits, it is necessary to have available methods for the the determination 
of DDT and chlorobenzilate when used together in such sprays. Se eee 
Several methods have been described for the determination of and chlorobenz- 
} ilate*® occurring singly in spray deposits on plants, but Harris* has been the only worker to 
consider mixtures of the two. He separated chlorobenzilate from DDT by treatment with 
ethanolic potassium hydroxide solution. This former to the 
salt acid III and 


| 


dilution with ‘water, ‘the DDX was removed with 


acidification, the acid Il was s extracted with anys ether. The acid was then nitrated to 
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measure the DDT present, but our alana experiments showed that the DDX removed f- 
in the light petroleum washes could have been used to determine the original level of DDT. 
‘ _ However, chromatographic methods of separation were investigated in order to reduce both 
4 time and apparatus requirements. © ‘it was thought that such a separation was feasible, as } 
chlorobenzilate, with its tertiary carbinol hydroxyl group, might be ee adsorbed on } 
a column through which DDT pass. Bite 


Initial experiments with silica and alumina columns indicated a quantitative separation | 
ios _ of chlorobenzilate from DDT in carbon tetrachloride solution, the final traces of DDT being } 
7 eluted from the column with small portions of carbon tetrachloride. Unfortunately, in } 
later experiments with plant extracts, silica columns failed to retain materials that interfered 
with the colorimetric determination of DDT, and the use of this chromatographic medium | 


Incomplete recoveries of chlorobenzilate from alumina columns in early stages of the q 
work were attributed to the formation of the insoluble sodium salt of the acid, III, with 
“ traces of alkaliin the alumina. This trouble was overcome by carefully neutralising, washing, 


drying and conditioning the alumina before use.* | 


During the preliminary experiments, it was found to be desirable ‘to modify slightly 
— established methods for the individual toxicants. In Harris’s method‘ for the deter- 
_ mination of chlorobenzilate, the nitration mixture is slowly warmed over a period of | 
i 30 minutes to 85°C and then heated in a steam-bath for 1 hour. It was found that the 
initial heating period could be omitted and the flask containing the reaction mixture placed 
Sie into boiling water. - However, under these conditions a minimum heating period 
of 1 hour was necessary. — Saturated sodium sulphate solution was used to dilute the reaction } 
mixture; this gave sharper and much more rapid separations during the ether extractions. [ 
‘Difficulties were caused by the growth of Fusarium spp. in the sodium sulphate solution, 
which was prevented by bubbling sulphur dioxide through the solution for a short time. 
This development of mould was rather surprising, although a few analogous instances?.® 
have been reported. 2-Ethoxyethanol (ethyl Cellosolve) was preferred to benezene as solvent | *s 
for the nitration product, which has been shown? to be a tetranitrobenzophenone derivative 
_ (V). Methanolic potassium hydroxide solution was preferred for the colour development, 9) 
as it gave less trouble from carbonate precipitation than did the ethanolic solution. _ The _ 
maximum colour developed after 30 minutes and was stable for a further 2 hours. __ a . 
Determination of DDT was | based on the nitration method of Schechter, Soloway, 
s and Haller.1_ When solutions of plant extract were evaporated, it was found tof 
be desirable to add a little oxalic acid to prevent loss of insecticide. _ (The stearic acid used | 
by Harris for a similar purpose in the determination of chlorobenzilate was found to cause | 
interference in the final colour development.) The time of nitration was reduced to |} 
_ 10 minutes,’ and the cooled acid mixture was diluted with saturated sodium sulphate solution. 
2-Ethoxyethanol was again used to dissolve the nitration product, the final blue colour 
being developed with 5 per cent. ethanolic potassium hydroxide solution and measured 
at 390 mp with a Unicam SP600 spectrophotometer. 
_#£ __In both procedures it was found that traces of rubber, silicone oa | Apiezon stopcock 
_ lubricants interfered with the final dissolution of the nitro compounds. However, a stiff 
paste of bentonite and analytical-reagent grade glycerol proved to be satisfactory, and the 
‘ addition of a — bead appeared to be a further aid to the dissolution of residues, 


columns are in n tubes, as in The s small glass 
7 Bano sgh are of use when the tubes are a in the Boon extractors during the } 
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1958] ‘CHLOROBENZILATE OCCURRING TOGETHER IN SPRAY 


Cage a Widmer column with a for all 
Diethyl ether—Purify technical grade ether by fractionation 


ethanol—Purify B.P. grade methanol by fractionation after the 


_ Ethanol—Purify technical grade absolute ethanol by fractionati 


Nitration mixture—Cautiously add an equal volume of analy tical- 
reagent grade concentrated sulphuric acid to well stirred fuming nitric 
acid, also of analytical-reagent 
Stearic acid soluttion—Twice recrystallise stearic acid from 
au er: and prepare a 0-5 per cent. solution in light petroleum (boiling: Tange — 
TAs Oxalic acid solution—Prepare a 0-5 per cent. solution of analytical- 
ag ‘Fig. 1. Modified  _ Sodium sulphate solution, saturated—Saturate distilled water with 
£ chromatographic tube sodium sulphate, — pass sulphur dioxide through the solution for 
potassium hydroxide 5 oot. Prepare this solution i in 
. ‘the cold, and filter before use. 
Ethanolic potassium hydroxide 
_ Alumina—Stir 500 g of H-grade alumina with 300 ml of 0-2 per cent. v iwi i drochloric 
acid for 2 hours. Allow the mixture to settle, and then decant the supernatant liquid. Repeat 
this procedure with a further 300 ml of 0-2 per cent. hydrochloric acid. Wash the alumina = 
. twice with 300-ml portions of distilled water, stir it with 300 ml of distilled water and then — 


7 with 300 ml of 0-3 per cent. v/v acetic acid for 1 hour. Filter the alumina on a Buchner ~ 

_ Kime, and dry at 120°C. Break up any lumps, spread in a thin layer on a silica tray and — 
heat at 600° C for 3 hours. _ Allow to cool from approximately 200° C in a closed container, — 

and condition the alumina to Brockmann activity III® by placing a beaker containing 15 ml 


Stopcock lubricant—Add sufficient bentonite to analytical-r reagent t grade glycerol to 


form a viscous aste after be bein stirred. 
form a viscous paste after being 
PROCEDURE FOR THE MIXTURE 


An Extract 1 g of the plant material for 15 minutes in a Soxhlet extractor with 25 ml of — 
carbon tetrachloride. Lightly plug the bottom of a chromatographic tube with cotton- wool 
that has been extracted with hot ethanol, add 5 g of alumina and tap the column to ensure 

_ that the packing is uniform. _ Use another small plug of cotton-wool to prevent displacement } .§ 
¢ of the top of the column. — “Pour the cooled plant extract on to the column, and wash with 
five 5-ml portions of carbon tetrachloride. Collect the eluate, and use it for the determination 

- of DDT. Place the column in a Bolton extractor, and extract for 2 hours with 35 ml of hot 7 


ethanol. this extract for the determination of chlorobenzilate. 
Procepuse ror DDT 
. Add 2 ml of oxalic acid solution and a glass bead to the eluate, and evaporate to dryness — 

a at approximately 55°C and a pressure of 20cm of mercury. | To the cooled residue add — 
2ml of nitration mixture, and carefully rotate the flask to wet any particles of solid. Im- 

_ merse the flask in a boiling- -water bath for 10 minutes, occasionally swirling the contents. — 
al Cool the flask in an ice - water mixture, and add 75 ml of saturated sodium sulphate solution. :- 
= Transfer the contents of the flask to a separating funnel with 70 ml of diethyl ether. Shake, 
- discard the aqueous layer, and wash the ethereal layer successively with 25 and 10 ml of 

5 Per cent. i een hydroxide solution and 15 ml of saturated sodium sulphate solution. 
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dryness in a water bath at 55°C, and add 0-5 ml of ¢-ethoxyethancl. - Rotate the flask so 


et the bead cssists the dissolution of se residue, cool, and then add 10-0 ml of 5 per cent. oe 

Add 2 ml of stearic acid solution to the extract obtained from and 

; evaporate the mixture to dryness at approximately 55° C and a pressure of 20 cm of mercury. ’ 

_ To the cooled residue add 5 ml of nitration mixture, and immerse the flask in a boiling-water : 


3 _ bath for 1 hour. Cool the flask in an ice - water mixture, and add 75 ml of saturated sodium | 
sulphate solution. Transfer the contents of the flask to a separating funnel with 70 = a Ne 
_ Discard the aqueous layer, and wash the ethereal layer successively with 25 and 10 | 

7 tt 5 per cent. potassium hydroxide solution and 15 ml of saturated sodium sulphate solution. 
Yeon the ethereal solution through a 15-mm layer of anhydrous sodium sulphate into a 


100-ml round-bottomed flask containing a glass bead of diameter 5mm. Evaporate the | 


q 4 solution to dryness at 55°C, and add 0-5 ml of 2-ethoxyethanol. After swirling the bead ; tT 
round the flask to assist dissolution, add 10-0 ml of 5 per cent. methanolic potassium hydroxide 
g ‘ solution. After 30 minutes, measure the colour developed at 538 my with a Unicam SP600 | & my 
_ spectrophotometer, and determine the chlorobenzilate by using a curve prepared from standard re 
_ mixtures of plant extracts and chlorobenzilate (m.p. 37° to 385°C). th 


kg Mixtures prepared by adding known amounts of DDT and chlorobenzilate to titoncte | 
of 1 g of untreated leaves were analysed by the proposed method. The results shown in [| 


Te 
putt 
RECOVERIES OF DDT AND CHLOROBENZILATE ‘SYNTHETIC ‘MIXTURES 
eg DDT added, chlorobenzilate added, DDT chlorobenzilate found 4 
Wetthank Professor H. G. H. and Dr. Martin for their the work, 
and Messrs. Geigy Ltd. for the gift of a sample of chlorobenzilate. eee me ee 
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he ‘Ultra-violet ‘Determination 


ine (Chemistry D Department, National I nstitute for Research in t Dairying, Shinfield, Reading, Berks. Prat 


108 simple ultra-violet spectrophotometric method is described for \ 
tid determination of microgram amounts of aldo- and keto-hexoses, pentoses 
a wor and uronic acids in a single pure solution. The sugars and uronic acids are is Bei 
- heated in 90 per cent. sulphuric acid solution, and the optical densities are aaa 
oq measured at the appropriate wavelength. The characteristics of the absorp- 
tion spectra of the reaction products are given, 
___ The method is particularly suited to the determination by one procedure 
a" of each of a series. of carbohydrates that has been separated by paper — 
: 4 chromatography. Interference by the usual chromatographic solvents, with | 
_ the exception of n- -butyl alcohol, is negligible. Experiments in which known 
_ mixtures of sugars were separated on paper chromatograms, eluted from the © 
; _ paper and analysed by the method show satisfactory recoveries ~~ 
‘THE ‘reaction of sulphuric acid with carbohydrates has been = ten studied in recent 
) years. Holzman, MacAllister and Niemann! observed the spectral characteristics of some 
gg "monosaccharides in 79 per cent. w/w sulphuric acid during their study of the carbazole 
reaction. Further carbohydrates were studied by Ikawa and Niemann,?:* who showed 
th possibility of making use of the ultra-violet absorption spectra of sulphuric acid solutions — 
of the saccharides for analytical purposes. The nature of the reaction between sulphuric 
tf acid and carbohydrates has been further investigated by Love‘ and more extensively by Rice — 
The object of the work described in this paper was to formulate a rapid method that 
is suitable for the determination of several different sugars and uronic acids, after each has 
been obtained in a single pure solution. Previously, a combination of several methods al 
_ required to determine a series of aldo- and keto-hexoses, pentoses and uronic acids. The use © 
of concentrated sulphuric acid alone, as a convenient nt reagent, has bemn successfully studied, 
The reaction is out in hard- -glass_ test- tubes, 150 mm x 150 mm, lightly closed 
with a small test-tube, 50 mm x 12-5 mm, in the mouth of each to act as condensers during 
the heating and to exclude dust particles. Twenty-four tubes are accommodated in a carrier _ 
to allow easy and rapid change from the boiling-water bath to cold water, 
The absorption spectra and optical densities of the solutions were I measured in 1-cm — 
cells with a a Unicam SP500 spectrophotometer 


pert ‘Sulphuric acid, 98 per cent. nt.—Analytical-reagent grade. 


“- Add 6-ml portions ns of 98 per cent. sulphuric acid from a burette to the test- tubes, and 
thoroughly. chill in an ice - water bath. Place 1-ml layers of the aqueous carbohydrate 
- solutions, containing up to 100 yg, on the acid from a pipette, and then thoroughly mix by 
_ stirring with a glass rod while the tubes remain in the cooling bath. . Heat the resulting — 
_ Solutions: containing 90 per cent. w/w of sulphuric acid by immersing the tubes for exactly 
5 minutes (30 minutes for glucuronolactone) in a bath of rapidly boiling water, and then a 
to room temperature in cold water. Include a reagent blank containing 1 ml of water instead 
of carbohydrate solution with each set of tubes; 
__ Measure the optical densities of the } eatione at the appropriate > wavelength of m maximum — 
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+" » lactone at 295 my, galacturonic acid at 301 my, xylose at 316 mp and fructose, galactose, _ “a 


OF REACTION PRODUCTS IN 90 Cant. 
hexoses, fructose, , galactose, glucose and mannose, and the disaccharide ‘sucrose, 
exhibit an absorption maximum at 322 my and another less intense peak at 257 mu. ~ Xylose 
_is similar, although the peak of maximum absorption is at 316 mp. Ribose and arabinose | 
have maxima at 287 and 316 my, the former being of greater intensity for ribose, but of 
almost equal intensity for arabinose. The uronic acids, under similar conditions, have my a 
: single absorption peak; glucuronolactone at 295 my and galacturonic acid at 301 mp. 
7 _ The ultra-violet absorption curves for these carbohydrates are shown in Figs. 1 and 2 2, 
a and it can be seen that the optical density at the rites of maximum absorption varies 
4 i 
ay 


Fig. i. Absorption spectra of the ‘reaction products 
heating with sulphuric acid for 5 minutes at 
190°C. O, 100 pg Of galacturonic acid per ml; A, 50 pg of ‘Laue 
fructose per ml; pg of galactose ml; gy 100 yg of oi fas 


‘The determination of the optimum time of inn Wai was made with solutions of sugars 
and uronic acids in 90 per cent. w/w sulphuric acid (see Fig. 3). The sugars used in the 9 
; investigations were either the analytical-reagent grades or the laboratory-reagent grades 
(obtained from the British Drug Houses Ltd. and L. Light & Co. Ltd.), dried im vacuo over 
_ Silica gel. Maximum absorption occurred after heating for 2 to 5 minutes and it decreased 
slowly” with further heating, except with glucuronolactone, when maximum absorption | 
occurred after heating for 30 minutes and thereafter remained practically constant. As any 
slight variation in the period of heating around 5 minutes has a negligible effect on the 
- measured optical density, 5 minutes were taken as the optimum time of heating for all the 
7 _ carbohydrates studied except glucuronolactone. For this, a time of heating of 30 minutes 


is required for maximum sensitivity of the method, but a shorter period can be used, as the |} 
_ curve of optical density against lactone concentration is linear after heating for only 5 minutes. 
___ It was also observed that fructose exhibited the same maximum optical-density value 
it kept for 30 minutes at 20° C as that found after heating for 5 min inutes at 100° C, which 
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Optical density 


ee DETERMINATION OF SUGARS AND URONIC A 


Fig. 2. Absorption spectra of the re reaction products 


formed after with acid for minutes 


of heating, minutes 
‘Fig. 3. Change in optical den- 
with time of heating the carbo- 
at 100°C. ©, 100 yg of galacturonic 29 Concentration of ‘carbohydrae, ug per ml 


100yg of "Qucuronolactone Fig. Change in optical density with concentration 


A 50g of galactose per ml; —, 50 so in accordance with the proposed procedure. 0, galacturonic 


mil; @, of glucose per ml; Solutions were heated with sulphuric acid 


ribose per ml; +, 50 g of of xylose — acid; A, mannose; [, fructose; lucose; 4, galactose; 


per ml; x, 100 yg of arabinose per ml ribose ; O. glucuronolactone; + xylose; X, arabinose — 


| 
per ml; 100 ug of glucuronolactone per ml; 
@. 50 ug of glucose per ml; x, 100 yg of arabinose per 
— 
>tion 
yo 
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s the ~ 100 
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the use of a standard calibration Fig 4 


optical density at the of remains unaltered if the 
test-tubes are left standing for 3 hours at room temperature in the light, and no sensct | 
_ change in optical density was observed with fructose, galactose, glucose, galacturonic acid, 
_ ribose and xylose over a period of 24 hours. In practice, the — = is — 
after the solution attains room temperature. 


concentrations, to each of the sugars and uronic acids. _ The results for glucose, which are 

: _ typical, are shown in Table I. The variance is homogeneous through the range of 20 to 
100 pg (x? = 1-50, 4 degrees of freedom). = The coefficient of variation at 20 wg was 1-9 per 
cent. and at 100 pg only 0-35 per cent. The corresponding coefficients of variation at 
20 pg and 100 yg, respectively, of arabinose were 1- 3 per cent. and 0-45 per cent., , fructose, 
24 per cent. and 0-52 per cent., -4 per cent. and 0-77 per c cent. and xylose, 11 1 per 


Accuracy THE DETERMINATION OF BY THE METHOD 


0-372 to 0-389 
0-746 to 0-753 
1-105 to 1-114 


1-755 to 1-770 


This ‘replication and the fact that the standard curves can be readily reproduced show Bf 


that the method can be used to ost reliable determinations of the — — of cal 


‘The method hes its primary use in the determination of n microgram amounts m. mono- 
ji disaccharides eluted from chromatograms after separation with normal solvent winters, 


a é.g., aS in my experience with the analysis of plant carbohydrate extracts and hydrolysates. 4) 


A low and almost constant value is found, owing to the elution of chromogenic material from 
chromatography paper, but this does not interfere with the determination, provided a portion 
of each chromatogram free from sugar spots is eluted and determined, and the blank value | 
is subtracted from of the the carbohydrates. 


Tae OF ‘CARBOHYDRATES SEPARATED BY PAPER. 


AND DETERMINED BY TH {ETHO 


The solvent ; system used was ethyl a acetate - acetic acid - water (3 + 1 + 3) 


Amount “found, Re- Amount Re- oft Amount Amount’ Re- 
applied, found, covery, 


98-3 


102-7 


| 
BATH: THE ULTRA-VIOLET SPECTROPHOTOMETRIC = 83 
i ____ CHANGE IN OPTICAL DENSITY WITH CONCENTRATION OF SUGARS— 
{ : law for most sugars, — W# 
| ) overcomes any slight 
| by 
fro 
1 
| ic 
| 
| 
; 
i 
| { m 
1 b 
| pe 
— 84 
— 
i 4 
| 
4 
| 
{ d 
= * 


ethyl acetate, acetic acid, pyridine or benzene from developing solvents, 
5 which may remain on the chromatogram and be eluted with the sugar, have been found - 
to interfere with the but the. use of solvents containing ”-butyl alcohol 
_ _In experiments to determine the recovery of sugars from a known mixture | wna - 
by. paper chromatography and subsequently analysed by the method, the recovery raged 


from 97: 3 1027 7 perc cent. The in Table I show that the is satisfactory. 


hexoses, pentoses and uronic acids. T he reaction conditions are similar for all the sugars 

| and uronic acids, _ but the optical | densities are measured at different v wavelengths i in the ultra- 

)| _ As the only reagent required is sulphuric acid, the frequent preparation of unstable 

|) colour-forming reagents as, for example, is found to be necessary for anthrone,® orcinol® and — 
} o-aminodiphenyl,’” is avoided. The chromogenic compounds formed are unusually stable 7 


and possess definite absorption peaks, and the standard curves, which obey Beer’s law within 


the range of concentrations normally encountered, can be readily reproduced, and only one 


curve need be prepared for each carbohydrate, 
| a _Experiments have shown that the reproducibility of readings and the recovery of a. = 
mixture of carbohydrates separated by paper chromatography and determined 
"The method can be used for the determination, by one simple procedure once they a 
been separated, of each carbohydrate present in plant hy hydrolysates, whereas hitherto a 
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* ‘Applications: of Gas - Liquid Chromatography 
‘The Examination of Solvents from Plastic Adhesives 
Chemical Industries L Lid., ‘Plastics Welwy ‘den C lerts 
pee al the methods that have been used in the examina tion of mixed pate: inf 
hf solvents from adhesives, spray laquers, etc., are given. The isolation 
of the solvent, its gas - liquid separation on polar and 


ae it is often necessary to express opinions on the composition of the ee vc 
| 2 has been used. Within the past 2 years we have examined a large number of materials, 
for example, adhesiv es for bonding plastics to pens, plastics to metal and en to om, q 
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have found gas - liquid to of in the of 


these preparations and the purpose of this paper is to give details of the methods that a 


ae 


It is first necessary to isolate the solvent mixture in a clean condition from the s sample q 


under test. The following method ad given excellent results in the analysis of a = 


Merion ISOLATING THE SOLVENT MIXTURE THE COMPOSITION UNDER TEST— 


An H-tube is constructed having the dimensions shown in 1 Fig. ‘lL. Itisa , modification | 
of vacuum-depolymerisation apparatus originally used by Haslam and Soppet.* Approxi-- 
_ mately 5 g of the composition are introduced into the bottom of tube A. This tube is then 
_ placed in a solid | carbon dioxide - methanol bath at —80°C and the open end, B, is then 
sealed in a | flame. The open end, C, is now attached to a vacuum-pump and the apparatus is 
- evacuated, tube A being kept at —80° C; with the vacuum pump still a the apparatus | 
is then sealed at the constriction, D, by a hand ond 
# 230 mm—————» 


— 


by tube As tube A gradually attains room temperature, ‘the solvent tends to be voletilised 
from Ato E. This transfer is assisted by warming tube A in a heated water bath or i 
in a heated oil-bath if the solvent is not readily volatilised. It is often useful to allow this — 
_Tecovery process to proceed overnight. The dimensions of tube A are made purposely - Fe 
large, as some compositions tend to froth during this recovery process. = 
When the material in A is observed to be “dry,” the seal of the he apparatus i is broken at 
_D and tube E is cut off below the connecting 
_ _ The mixed solvent in a clean condition is now ready for the preliminary gas - liquid 
_-_It has been reported that some workers introduce the composition directly on to an 
_ asbestos pad at the top of a gas - liquid chromatographic column and allow the solvent — 
_ to evaporate in the gas stream. _ Apart from the difficulty of introducing such viscous samples | 
__ by syringe, our experience is that the drops of the composition “harden” on the outside and — 
_ trap some solvent on the inside. The result is that the solvent dries out slowly and gives a 
_ trace that is not a chromatogram. _ Alternatively, if a high-temperature vaporiser is used, — 
there is a tendency with some preparations to get a chromatogram of the solvent plus depoly- 


products. We believe that our more time- ‘consuming, is to 


rae 
PRELIMINARY 6. GAS - “LIQUID cH CHROMATOGRAPHIC 


The} purpose ose of this test is tc is to obtain preliminary information the generale complexity 
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| 
GAS $ - LIQUID (CHROMATOGRAPHY 


|. The gas - liquid chromatographic test is carried out on 1 drop of the isolated solvent } 
_ § the column is 6 feet long, of ¢fach nominal bore and packed with 30 per cent. w/w _ : 
of § dinonyl phthalate on Celite 545. The Celite 545 is graded by elutriation in the manner > 


_ described by James and Martin.2 The temperature of the column is maintained at 100° c. i : 


ta Sample 


af 
20 


Sample 


he 


- Fig. 2. Gas- liquid chromatograms on a 6-foot column of 30 per cent. w/w at 
- dinonyl phthalate on Celite 545 at 50°C. (a) Light petroleum, boiling range below — 
40°C. petroleum, boiling range 40° to 60°C. (c) Light boiling 
60° to 80°C. (d) Light petroleum, boiling range 80° to 100°C 


Sample on aif 


Fig. 3. Gas- -liquid chromatograms on on a 6 foot column of 30 per cent. of dinony! 
‘ phthalate on Celite 545 at 100°C. (a) Light petroleum, boiling range 60° to 80°C ‘ae 
petroleum, boiling range 80° to 100°C. (c) Light petroleum, boiling range 
120°C. (d) Light petroleum, boiling range above 120°C 
| “The exit pressure is adjusted to 150 mm of mercury and, with a rate of flow of 2-0 litres of _ 
nitrogen per hour, the pressure drop along the length of the column is approximately 450 mm > 
of katharometer, at room temperature, is used as mechanism. 
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HASLAM AND JEFFS: : APPLICATIONS | OF 83 


0 Visual examination of the chromatogram v will quickly indicate the mae boiling range : 
f the solvent mixture. If components are present that are rapidly eluted from the column 
t 100° C, it is desirable to repeat this preliminary ‘separation, but at a column temperature 
"NG This test is particularly valuable for ascertaining the presence or absence of petroleum — 
jee and solvent naphtha. These solvents show characteristic patterns, examples of 
‘Fig. 2 shows chromatograms of the lower boiling petroleum fractions at a —— | 
temperature of 50°C. Figs. 3 and 4 (a) show chromatograms of higher boiling petroleum 
fractions and Fig. 4 (b) the chromatogram of a typical solvent naphtha carried out at a 


If the very high-boiling petroleum fractions are ‘encountered as solvents, ¢.g., petroleum | 
9 distillate, boiling range 190° to 275°C, and kerosine, boiling range 210° to 250°C, some | 
"difficulty will be experienced. It can be seen from Fig. 4 (a) that, ata column temperature |} Vj 
of 100° C, the chromatogram of white spirit takes 100 minutes to complete. _ The chromato- |} — 
gram of kerosine, for instance, looks similar to that of white spirit, but the former contains — 
: many higher boiling constituents that may not be eluted from the column at 100°C. In- q 
any case of doubt, the column temperature is raised to 130° C (the maximum permissible 
with this stationary phase) and the flow rate is greatly increased to facilitate the removal 5 


> 

} 
‘Fig. a Gas- chromatograms on a 6-foot column of 30 per cent. w/w of dinonyl 


on Celite 545 at 100°C (a) White spirit. (6) Solvent naphtha 


—. the preliminary test indicates that solvents are present that boil at temperatures — 

f of the order of 140° C or less, it is desirable to proceed to the gas - liquid chromatographic | 
test on polar and non-polar columms. 
In our experience in this type of work, solvents boiling above 140°C will normally, 

at this stage, have been identified as particular high-boiling petroleum fractions. An x 


occasional instance of a composition containing -butyl lactate, b.p. 188° C, was encountered. 
Gas - LIQUID CHROMATOGRAPHIC TESTS ON POLAR AND NON-POLAR COLUMNS— 


in. 


| 


eg The purpose . of this test is to separate, as far as possible, t the “jolie opiisnibians ot of 


a mixed solvent on columns of quite different character, i.e., on (a) a non-polar column | 
containing paraffin wax as stationary phase, and (6) a polar column containing tritolyl | 
phosphate as stationary phase. _ The idea underlying this test was first put forward by | 
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|} C22 firebrick; the column is heated by means of a steam jacket at 100°C. The exit pressure 7 


a v isual examination of the four chromatograms will indicate whether o or not benzene i ‘is present 


calculated for the individual components separated on each The method a caleu- 


4 


ee eae: in the course of ‘this test the corrected relative detention a of the individual 
_ components, i.e., telative to pure benzene, are determined on both columns. T he figures P 
are used in the identification of the separated 
. _ The paraffin wax column is 12 feet long, of }-inch nominal bore and packed with 33-3 per a 
cent. w/w of paraffin wax (congealing point 54° C) on 52 to 60-mesh Johns Manville Silocel a 


of the column is adjusted to 150 mm of mercury and the inlet pressure controlled so as to give 
_a flow rate of 2-0 litres of nitrogen per hour through the column. 


an 


and four are run, 7. with and without benzene on each of the columns. 


lation is illustrated by the example given in Fig. 5, which represents the chromatogram on 
the tritolyl phosphate column of a mixed solvent containing ethanol, ethyl acetate, m-butyl _ , 
alcohol, n-butyl acetate and added benzene. Comparison of the results obtained on the two > 
columns with the calibration charts shown in Table I will then indicate the composition a 
of most mixed solvents. This Table has been prepared by the examination of known mixtures ‘ 
containing added benzene. Certain solvents, on a given column, were found to have cor-— 
rected relative retention times similar to that of benzene. Such solvents were examined 
on their own, pure benzene being run immediately before and after the test substance; the | 
average value for benzene was then used in computing the value for the test substance. a 
It was noted that the alcohols did not give very reproducible results on the paraffin wax — 
column and the values en are the of ‘several 1 


> 


of corrected relative retention tir 
> 
(45-5—2:-1) 


ay 
; Solvent mixture sample identified as— 
Ethyl acetate 


n-Butyl 


‘Fig. 5. Specimen gas-liquid chromatogram of a a mixed solvent on a 12-foot column of 33-3 per cent. 


w/w of tritolyl phosphate on Silocel C22 for determining the corrected relative retention decent 


Apart from this anomaly, we find in practice that the reproducibility of the test is of 
} the order of +0-02 to 0-03 units up to a corrected relative retention time of 1-0, + 0-04 to 0-08 
units for 1-0 to 3-5 and +0-1 to 0-15 units for above 3-5. It may be necessary, therefore, 
that, in order to obtain two peaks in a chromatogram from a mixture of two substances, 
their corrected relative retention times should differ by as much as 0-08 units up to a corrected 
relative retention time of 1 and 0-15 to 0-25 units for a corrected relative retention time above 1. = 
_ It will be realised from these figures that difficulties may arise because of the overlap 
of peaks, and for this and other reasons we find it invaluable when there is any doubt to 
carry out separations on columns with isolation of the separated components and infra-red 
examination of the separated products. For example, in our experience a mixture of methyl 
single peak on both columns, but such a mixture would not 
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um e tritolyl phosphate column is similar to the paraffin wax column, except that 33-3 per [i 
t a } cent. w/w of tritolyl phosphate is substituted for the paraffin wax. This column is enclosed te 
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“of m- mylene and p- 


Acetaldehyde 202 019 
Diisopropyl ether 6 75 0-29 
Ethyl formate 54-2 0-23 #£Ethylformate .. 54: 2 
Methylene dichloride .. 40:1 0-27 cycloHexane 80-8 45 
n-Propyl alcohol 72 (0-36 tert.- -Butyl 825 053 
Ethyl methyl ketone 00 BT 


Paraffin wax column 


Acetaldehyde .. 
Methyl formate 


_ Ethylidene dichloride 
= 


to 


Methyl propionate 
Tetrahydrofuran 


Tetrahydrofuran ry 
‘Ethylene dichloride... 
Methyl n-propyl ketone 102-3 


65-0 


Chloroform .. ° 


m-Propylacetate 101-6 
Ethyl propionate OOF 
‘Cubes tetrachloride 
Dioxan 
Propylene dichloride 
isoPropyl propionate . 
isoButyl methyl ketone 
isoOctane 
_n-Heptane 
Methylceyclohexane 


 m-Butyl acetate 


— 
Ethylbenzene .. 
Di-n-butyl ether 
p-Xylene.. Me 
m-Xylene 
o-Xylene 


4 Ethyl methyl ketone 
>. 


118-0 


sec.-Butyl alcohol 
_n-Propyl alcohol 
Ethyl propionate 
Trichloroethy lene 
_m-Propylacetate .. 
Ethylene dichloride .. 
isoPropyl propionate ... 
Methyl x-propyl ketone 
‘isoButyl alcohol 
Propylene dichloride . 
Dioxan ..... 
2. 13 # isoButyl methyl ketone 
Dit -n-butylether 
Ethylbenzene 


: 


~ 


m- Xylene 


SSASHSA 


96- 
117- 
101- 


— 
116- 


it 
118-0 
142-4 


26- 2 


136-2 


1803 i> 


with a comparatively large amount of and hence there may be a considerable loss in 
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. oe pist. A corresponding instance would be that of a mixture J _ 

| ____12-FOOT COLUMNS OF 33-3 PER CENT. OF PARAFFIN WAX ON SILOCEL C2200 
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SEPARATION AND INFRA-RED EXAMINATION OF SEPARATED 
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a The principle of this method, which involves the trapping of the expen eee 
aie passage through the column, has been described previously.‘ In the interval, the - 


i : 


transformer ‘ 


te 


ions of in ‘this are governed 
: - the boiling range of the mixture as indicated by the preliminary chromatogram. — . The © 
|} column temperature is adjusted so that complete separation between the peaks, with a 
_ Suitable load, is indicated by the record. It must be borne in mind, however, that it is usually — 
_ necessary to separate at least 0-05 ml of a particular constituent in order to obtain a satis-_ 
infra- red work is bein carried out to extend the range the 


and 75 per cent. of mixed solvent. The preliminary p verted one’ of the mixed solvent | 
showed four quite separate peaks. he The constituents corresponding to these four peaks were | 
condensed in separate cold traps. Infra-red examination indicated that trap 1 contained 

a mixture of methyl acetate and acetone (a mixture difficult to resolve on many columns). — 

Trap 2 contained tetrahydrofuran and traps 3 and 4 contained benzene and toluene, respec- 
tively. The mixture in fact contained five although only four were indicated 

It is often desirable to ascertain the approximate composition of the solvent mixture 

and this is carried out by the method described below. I iby 


From the chromatograms obtained as it is usually to estimate the 
approximate composition of an unknown solvent mixture. One or two synthetic ae 
‘Similar to the estimated composition of the sample are examined under the precise conditions | 
of test as with the unknown mixture. The composition of this latter mixture is then deduced 
a With experience, the accuracy is ‘normally quite adequate for most work of this type. 
‘If at any time greater accuracy is required,.a calibration for each component with an internal 
marker is. ‘necessary when nitrogen is used * the carrier gas in conjunction with a 
‘Finally, on | on occasion, use use may be be made of on 
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7 ‘[) constituents it may be necessary to separate rather more than this amount. — We have pointed : 
out previously‘ that a single peak in a chromatogram does not always indicate the presence 
ofa single substance. Recently, a spray lacquer was examined; this contained 16 per cent. 
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CHEMICAL TESTS oN SEPARATED PRODUCTS— 


— Ke In addition to the infra-red. identification, it i is possible to prepare chemically suitable 
derivatives of the isolated products. Moreover, certain tests may be made directly on the 
i, scone products (diluted with carrier gas) as they leave the gas - liquid chromatographic _ 

a column. For example, the presence of ketones may be readily proved by bubbling the | 


after which it is filtered from the excess The filtrate is then diluted to 500 ml 
7 with water, 0-05 to 0-1 pl of acetone will produce a visible turbidity with 0-5 ml of this reagent. 7 
_ Even smaller amounts of acetone, 1.c., of the order of 0-01 yl, may be detected by extraction — 
of the reaction product with 1 ml of spectroscopically pure cyclohexane; the extract is — 
"% _ Spectrophotometrically against a corresponding extract of the reagent. 
Then again, we have shown that chemical tests may be applied in wie to Scie ' 
P: whether, for example, formaldehyde is produced from methanol under specific conditions — 
of chromatographic test. For this test the exit gases were passed through phenylhydrazine | 
reagent, after which the principle of as te s test was applied in a very —- test 


_ It seems to us that there are many 0 other possibilities for. this form of dent. ws 


Se We thank Mr. H. A. Willis for his valuable assistance in the infra-red w pork and Mr. M. 
Green for his general assistance in the development of these methods. — at 
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The Separation of some Coal-tar Food Cc ‘Colours by 


of Chemistry and Biology, South- -East Essex Technical College, 
behaviour during electrophoresis on paper of some coal-tar 
“colours in different electrolytes is described and discussed. Results | er. 
“that, in suitable electrolytes, it is possible to separate individual colours from 


es an excellent account of the basic. principles and of paper er electro-_ 

_ phoresis, and includes a brief survey of published work on the electrophoresis of dye-stuffs. — 

However, the only work published on the separation of food colours by paper electrophoresis 

is that of Mori and Kimura? and Mori,? who have examined the behaviour of colours under fF 

different conditions of electrolyte, filter-paper, current and so on, and Williams,‘ who describes _ 

_ the electrophoretic isolation at pH 12 of dye-stuffs from biscuits, jams and cream confectionery. . 
. The chromatographic isolation of food colours has received greater attention, although 

it is only 6 years since Tilden® remarked that, of the many applications of paper ‘partition- 

__ chromatography, relatively few dealt with the separation and isolation of dye materials. — 

_ Many papers have since appeared that describe methods for the chromatographic separation 
“Gg coal-tar food colours. Some workers have used the column technique,*»? but many others 
_ have dealt with separations on paper.§*°14 Fujii!® summarises the chromatographic behaviour | 
_ of no less than ninety-five artificial coal- tar dyes, and Verma and Das" have determined 
the Ry values, in thirteen eluting agents covering a wide pH range from acid to alkaline 
_ conditions, of forty-five dyes commonly used in foodstuffs. The identification of colouring 

_ matter in specific foodstuffs has been dealt with by some workers, and the range of foodstuffs | 


examined includes fruit squash,* caviare,® wines, Syrups: and so on? and jelly crystals." 


16 * Present address: Newport and ‘Monmouthshire , College of Technology, Newport, Monmouthshire. 
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COAL- -TAR FOOD COLOURS BY PAPER 
the six food colours examined by Mori and Kimura? and Mori paper 
electrophoresis, only three are among the permitted" coal-tar food colours, namely, amaranth, _ 
_fartaring and indigo carmine. We now describe an extension of the work to an examination © 
_ of the behaviour of erythrosine BS, tartrazine, contin, MX, ponceau 4R 


EEL. Electroselenium Ltd.) ‘Clectrophoresis apparatus was used. 


Pt Buffer solution, pH 4-0—Add 6-0 ml of 0-1 N sodium hydroxide to 750 ml of O-1 M 

potassium hydrogen phthalate, and dilute to 1-5 litres 

Bis Buffer solution, pH 6-0—Add 85-5 ml of 0-1 N sodium hydroxide to 750 ml of 0-1 M 
potassium dihydrogen orthophosphate, and dilute to 1-5 litres. 
| Buffer solution, pH 8-0—Add 702 ml of 0-1 N sodium hydroxide to 750 ml of 0-1M 
dihydrogen orthophosphate, and dilute to 1-5 litres. 

Sodium tetraborate solution, 1 per cent. tes 


“pendees 4R and ponceau 3R, so that 50 ml of = solution contain 10 mg of the dye. ~ Whe = . 
a mixture is to be used, prepare a solution at ” mg of each constituent per 50 ml 
el with the relevant 
én solution. Cut a Whatman No. | filter- -paper iilp (5 cm wide) to suitable length © 
Drawa faint pencil line across the filter-paper r strip, 5 cm from one end. Thoroughly 
moisten the strip with the electrolyte solution in the bath, place it across the “bridge,” — 
| and apply evenly at the pencil line 0-02 ml of the relevant dye solution, which corresponds : 
. 4 wg of each dye. When there is more than one strip in the bath, take care that all the 
: samples are at the same end. Place the glass cover on the bath and connect to the power — 
unit. Place the polarity switch in the position indicated by the position of the sample, 
 4.¢., if the pencil mark is at end A of the bath, place switch in position A also and vice versa. — 
This makes the sample end the cathode compartment. _ (The dyes in each instance migrate 
ne the anode, although some of those examined by Mori and Kimura? migrate towards 
| the cathode, e.g., Bismarck brown and rhodamine 6G.) Allow electrophoresis to take i eons > 
by switching on the power unit and adjusting the current to a suitable — .  . 8 
__ After a suitable time interval, end the experiment by switching off the power unit and a 
- disconnecting the electrophoresis bath. — _ Remove the strips and dry them in an oven at 
—:110° C for 5 minutes, the strips being suspended loopwise from a glass rod by means of J 
’ clips at either end. The electropherogram is then for examination. 
‘The dyes were subjected to i ieee electrophoresis singly and also as ‘constituents of 
mixtures, the observed distances being Table shows te distances 


— Table I shows a number of peculiarities and trends ‘that call for comment. eLascil> 
Migration distances in a given time for the dyes in the nearly neutral electrolytes, 4.¢., 
buffer solutions pH 6-0 and 8-0, are relatively small when compared with the much Soe 


distances observed under more acid or alkaline conditions. This would suggest that separa- 


tions can be carried out more ia under distinctly acid or alkaline conditions. — This 
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is found not to be so, as the advantage gained by greater migration tienen is lost because _ 
ae of the considerable and often rapid tailing and fading that occurs under these extreme condi- 7 
3 tions. It is worthy of note, however, that erythrosine BS, tartrazine and indigo « carmine | 


_ have been separated in 15 minutes with N acetic acid as electrolyte, the respective migration | 
distances being 0, ms and 7mm at a of 0-6 mA per and fading 


Current 
density, erythro- tartra- indigo ponceau ponceau ponceau 


h 


ingle dyes— 


Ammonium hydroxide, 
mixtures (each horizontal line to a snisture)— 
Butter solution, 


solution, 1 per cent. 15 


In experiments in which electrophoresis was carried out for different time intervals, — 
the other conditions being kept constant, an approximately linear relationship between 
migration distance and time was observed (compare Mori*), ¢.g., for tartrazine and indigo — 
carmine in N acetic acid for 15 and 90 minutes, the respective migration distances were 
16 and 90 mm for tartrazine and 7 and 40 mm for 
— __ It is often observed that, when dyes are present in a mixture, they r exert a a 
effect on one another. This is particularly marked with tartrazine and ponceau 4R in 
; 4 per cent. sodium tetraborate solution, the migration distance of tartrazine being reduced 
_ from 103 mm for the single dye to 85 mm for the dye present in a mixture; corresponding ‘a 
‘figures for ponceau 4R are 100 and 80mm. Tht 
‘The four red dyes, erythrosine BS, ponceau MX, ponceau 4R and ponceau 3R, were 
iy chosen for this investigation because of their similarity in colour and, in so far asthe ponceaus | 
are concerned, their similarity in structure. As is to be expected, ‘and as the results show, 
_ their separation by paper electrophoresis is more difficult than for the other dyes. Ponceau 
_ 4R, however, presents little difficulty, as it migrates readily in every instance. Except in 
1 per cent. sodium tetraborate solution, BS, MX and ponceau 3R 
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OOD COLOURS BY PAPER ELECTROPHORESIS 
“not separate, sei separation would be possible in N acetic acid, except for the considerable 


tailing and fading that occurs in this electrolyte. When the six dyes are present in one — 
- mixture, separation into four distinct bands takes place i in 1 per cent. sodium tetraborate 


at 


oo 


solution, a fifth band of indigo carmine being completely faded . Two. dyes that cannot be 
separated in this electrolyte are erythrosine BS and ponceau 3R. 
‘The difficulty in separating ponceau MX and ponceau 3R in many -electroly tes can 
¢ : probably be attributed to the similarity in structure (ponceau 3R has one extra methyl group). 
The observations of Anderson and Martin, who examined the effect of substituents on the 
Ry values when dye-stuffs were chromatographically extracted with isobutyl alcohol saturated 
with 2 N hydrochloric acid, are of interest in this connection. They report that the Ry value 
of a mono-azo dye-stuff is not influenced by substituent groups such as methyl, but is 
increased by a decrease in the number of sulphonic acid groups. __These trends cannot — 


5 


both N acetic acid and 1 per cent. sodium tetraborate solution. A ‘Further, ponceau MX, a 
mixture of dyes with methyl groups in different positions, has been separated into two 
bands in 1 per cent. sodium tetraborate solution. Also, the effect of the sulphonic acid group 
appears to be the reverse of that for chromatographic separation, i.c., an increase in the — 
» number of sulphonic acid groups increases the migration distance, as illustrated by ponceau 4R a 
ie sulphonic acid groups) and ponceau MX and ponceau 3 3R aca sulphonic acid groups). — 
= 


a suitable choice of electrolytes it is possible to materials. 
| paper electrophoresis. Distinct separations of dyes from mixtures are possible, as long — 
as there is a difference of 3 to4mm between the es distance of each dye. This difference | 


to isolate the components into distinct zones, which can be cut out, the dyes eluted with . 
distilled water and- absorption spectra recorded. With suitable colour filters, which are 
available the manufacturers, the E.E.L. scanner can also for quantitativ 4 


| We tl ‘thank ‘Solmedia Ltd. . for a of ponceau MX, u 4R and 
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= Reference Determination of | | 


of A Agriculture, Rukuhia Research Station, Hamilton, N New Zealand) 
The determination of Magnesium by atomic absorption is examined in sail arg 
if detail, _ The apparatus and method are described, and the results are discussed 
peer lem with regard to reproducibility, accuracy and sensitivity. It is shown that, ein 
by this method, reliable magnesium determinations can be made with eens 
game ease and rapidity as determinations of sodium and 
THE possible use of atomic-absorption spectra for general analytical purposes was first realised |) _ 
by Walsh, who, in 1955,! considered the theoretical and experimental problems involved | 
and concluded that the method showed considerable promise and could have several 
advantages over emission methods. In a later paper, an experimental atomic-absorption |) 
_Spectsophotometes was described and results were given for a number of elements. In this | 
laboratory, the determination of elements of agricultural interest by the method i is ates 
_ studied and the results obtained for magnesium are presented here. $= fi 
‘In the analysis of plant material, soil extracts and so on, magnesium, of the four major | 
ss present, is the most difficult to determine. _ The other three, sodium, potassium and q 


and for some years in this laboratory a simple triple-beam filter flame photometer has been 
used for this purpose. As magnesium emission is weak compared with the flame background, 
the method cannot be applied to the determination of this element. Reasonable results can 
___ be obtained by using a monochromator to isolate the magnesium line, but, even when this } 
_ __ isdone, the necessity of backing off a large background reading and the fact that the emission - 


_ concentration curve is flattened by self- absorption reduce the sensitivity and precision. _ 
os The fact that magnesium emits weakly and shows strong self-absorption made it appear | 
that the atomic-absorption method would be particularly suitable eke: determination. | 


this is so has confirmed | reported la: later. 


on Briefly, t the ey of the method is the measurement of the light absorbed at - the wave- | 

- length of the resonance line by the unexcited atoms of the element. This measurement 

is made by spraying the sample into a flame to provide a reproducible and clearly defined | 
a cloud of atoms and by using as the light source a lamp that emits — line spectra of the 


q ho Fi 
to ‘be apparatus used 1 is shown in Fig. it 


Emission hom the light source should be steady, to avoid the necessity for double-beam 


operation, and should be intense in relation to the emission from the flame, to avoid having 
to eliminate the latter. Further, the lines should be sharp and narrower than the absorption 
line in the flame so that the peak absorption can be measured. For magnesium, these 
_ requirements are met by the magnesium - aluminium hollow-cathode lamp manufactured 
_ This lamp, which has a cathode o of Aidit ann operates at currents up to 70 mA, with 
_ - voltage drop across the lamp of about 260 volts. About 500 volts are required to start 
_ the discharge and usually a power supply that delivers a somewhat greater voltage is used } 
with a series resistor to control the current. A full description of the operation of a hollow- | 
_ cathode lamp with an iron cathode has been published by Crosswhite, Dieke and Legagneur.* 
; ‘The magnesium - aluminium lamp, however, differs from the iron lamp in that the emission 
on not reach maximum intensity immediately after the lamp is switched on, but requires 
Ca warming-up period of at least 30 minutes. During this time, the intensity of the aluminium 
spectrum is reasonably constant, but that of the magnesium spectrum increases greatly. 
when the current through the lamp is the same interval should be allowed 
for the intensity to reach a steady value, | 
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CIAL REFERENCE TO | DETERMINATION Oo MAGNESIUM 


_ Both the intensity of emission and the width of the emitted line vary wit 
| The intensities of a number | of lines as a function of the current are shown in Fig. 2 
Be The curves in Fig. 2 show that the intensities of both the aluminium and magnesium 
lines increase more rapidly than the current, and, to keep the intensity of the magnesium line 
at 2852.4 to within +1 per cent. of the value at 60 mA, the current must be controlled to —_— 
_- The effect on the calibration curve of the widening of the magnesium line at 2852a, — 
which occurs as the current is increased, is shown by curves A, B, C and D in Fig. 4, p. 468, a 
and will be referred to later. On this account also, close control of the current is necessary. 
- It was found | to be convenient to operate “the lamp from an electronically fa 
power supply of conventional design, which delivered a regulated voltage of 1150 volts. 
This voltage, which is also used to operate the photomultiplier tube _ referred to later, is 
, applied to the hollow-cathode lamp as shown in Fig. 3. In this circuit, the 807 valve tends 
to maintain a constant anode current, which compensates changes in the resistance of the © 


4 


> 
= 


regulated 
H = Hollow-cathode lamp 
M = 0to 100 mA milliameter 
Current, mA en R, = 200-ohm 2-watt. 
Intensity of the hollow-cathode spec- 807 valve watt wire-wound resistor 
2008.4 curve B, Mg I 2852, line; curve C, Mg II Fig. Carrent- control circuit for 
a a ‘The burner shown in 1 Fig. 1 is s the standard luigied type, which burns an air - acety- 
lene mixture supplied at the rate of 1-1 litres of acetylene and 8 litres of air per minute. The _ 
_atomiser (not shown in Fig. 1) is basically a Lundegardh atomiser, but has been modified _ 
to suck the solution up from a beaker to avoid the usual procedure of dismantling the spray _ 
chamber when solutions are changed. _ _ About 7-0 ml of solution are used per ‘minute, of r 
which about 0-12 ml enters the flame. Other burners have been used with the same stonnieer a 
wee the burner, a from the Vin with a }-inch diameter opening prevents entry i 
m the ‘blue cone of the flame. 
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/ROPHOTOMETRY 83 
tee height of the burner is adjusted s so > that the ‘beam of light from the hollow-cathode 
; lamp, which reaches the spectrograph through the diaphragm, passes through the flame 
about inch above the top ofthe burmer. 
‘The hollow-cathode lamp and the burner are placed reasonably close together and J 
e about 18 inches from the slit of the spectrograph. This is not at all critical, but the light [ 
that enters the from the flame is in to from the 


a” The spectrograph used is a Hilger medium- ~quartz instrument with an exit slit and 


_ a photomultiplier (R.C.A. IP28), positioned to intercept the magnesium line at 28524, 
mounted on a spare plate holder. As the spectrum of the lamp is practically free from 
background and as there are no lines close to the magnesium line at 2852 a, except a very weak 
_ Tine at 2856 A, reasonably wide entrance and exit slits can be used (about 0-5 mm), thus per- | 
 mitting the plate holder carrying the exit slit and the photomultiplier to be removed and 

_ The anode current of the IP28 is measured by a Cambridge galvanometer (450 ohms), 
which is provided with a variable shunt to control its sensitivity. By means of a 1-5-volt 

_ battery and a variable resistor, a small direct current can be applied to the galvanometer | 

in opposition to the current from the the fame. in order to back off the dark current | 

and the current due to emission from the flame. 


" _ The emission of light from the flame at the aes measured is weak compared with 

_ that from the hollow-cathode lamp. It consists of radiation from OH radicles and is un- 

affected either by the presence of cations or anions sprayed into the flame or by magnesium 

_ in the amounts considered. Its removal, ¢.g., by chopping the hollow-cathode light and 


 _—- the photomultiplier output at chopping frequency, is therefore not =. = 


and it is sufficient i back of electrically the current due to this emission, __ 


Log 


me 


gett We different current supplies to the hollow- cathode sh 

Ws -2-1cm; curve B, 60mA, 2-1cm; curve C, 50 a 

21em; curve D, 40mA, 21cm; curve E, 60m 
4 F, (60 A, 7-5 


The thet for the absorption is therefore as follows. After at least 
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@ to fatigue, distilled water is sprayed into the flame and, with a shutter in front of the | ‘ 


THE DETERMINATION. OF 


lamp, ‘the small galvanometer reading, about 5 divisions, ‘due to the 
current and flame emission is backed off electrically. The shutter is then opened and the 
| galvanometer adjusted to the full-scale reading with the variable shunt. Distilled water is 
then replaced by the solution to be analysed and the galvanometer reading is taken. After — 
ten or twelve solutions have been analysed, the zero and full-scale readings are ars checked | 


extent to which the measured absorption the peak value will depend 


and |) in the flame. As the spectrum emitted the is free from = 
“a, at the resolution of the monochromator is not of great importance in the present instance, 
provided that the magnesium line at 2852 is separated from other lines . The effect of 
“ | reducing the width of the hollow-cathode line by decreasing the current is shown in Fig. 4, 5 
eter | from which it can be seen that, down to 50 mA, an increase in absorption is obtained. — ~ At) 
~ the same time, of course, the intensity of the lamp is reduced, and it was found to be con- = 
ih venient to operate the lamp at 60mA for routine analytical work. An improvement in a 
al linearity also results from the narrower line, although some curvature always remains, caused, 
no doubt, by the finite width of the hollow-cathode line. The greatly increased curvature 
__ When pressure broadening in the flame is ignored and the shape of the absorption line ~ 
is considered as being due to the Doppler broadening only, then the relationship betw een 
where a = the absorption coefficient at the centre of the line, \n 
ages = the number of atoms capable of absorbing at wavelength A, and 


In this equation, , only D, and N are e subject to experimental conditions. D) for a particular ie, 7 


Kyax. is, however, ‘woimpestont i in practice, as it is overshadowed by | the dependence « of N 
> =N, the number of atoms capable of absorbing, is proportional to the product of the _ 
|) concentration of these atoms in the flame and the length of the light path through the flame. 


element line alters only with temperature and is proportional to T?. The effect of this a : 


4 shows curves obtained three burners of different When the two 


gardh type, and the flame path was somewhat Bee than the burner opening ae 2-4 cm). Bs 
The sensitivities obtained can be seen to be approximately proportional to the length of flame. — 
There is, of course, a limit to the increase in sensitivity that can be obtained in this way. | 
The burner opening cannot be decreased in width unduly or it will become blocked by salt 


“deposits. As the length increases, therefore, the area of the opening increases and eventually : 


flame will become unstable and flash back. ca 
ore As the number of excited atoms is always a very small fraction of the total, the number 
® of unexcited atoms is virtually equal to the total number of atoms, and the concentration __ 
) of these in the flame will depend on two factors. The first is the efficiency of the atomiser 7 
as judged by the amount of spray, sufficiently finely divided to be completely volatile, that 
) is introduced into the flame per unit volume of air. It is of interest to note that, in emission | 
- flame photometry, if the sensitivity is expressed as the concentration required to give the _ 
font. 7 - full- scale reading, it is possible to camouflage a poor atomiser by using an optical system of 
least [ - greater light-gathering power or a more sensitive galvanometer or photocell. Such devices are, 
nulti- however, of no avail in the measurement of — which therefore provides a 
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— The ve sionals factor ¢ on mn which the concentration of atoms in n the anal inncsnin is s obviously 
_ the dissociation of the magnesium compounds and this will depend on the flame ee ; 
_ From the work of Huldt and Lagerquist,° who determined the concentration of free magnesium 
atoms in a flame similar to that used in this instance, with a temperature of 2410° K, it appears 
to only a small proportion of the total magnesium (about 1-5 per cent.) is dissociated into 
- atoms, the rest presumably existing as magnesium oxide. If this is so, the measured absorp- 
tion will depend markedly on the flame temperature and the use of a hotter flame should, 
; ae increasing the dissociation of the magnesium oxide, lead to increased sensitivity. A small 
increase can be obtained by using an excess of acetylene in the flame, which presumably 

2 the dissociation of magnesium oxide by decreasing the free oxygen concentration. 


With the 7-5-cm burner, an acetylene flow of 1-56 litres per minute (sufficient to render the 
lower 1 inch of the flame luminous) increased the absorption by about 25 per cent. a 
- to The results obtained with the 2-l-cm burner are about six times as sensitive as those 
The re by Russell, Shelton and Walsh,? : w ho used a coal gas | flame and a 2-cm Meker burner. 


7 a general, the sensitivities reported here are adequate for most magnesium oe 
Provided that the. air and acetylene pressures, the photomultiplier voltage and the 
-hollow- cathode current are adequately controlled, duplicate readings agree to better than 
per cent., as in emission flame photometry, 
_ In order to test the possibility of calibrating the galvanometer directly i in magnesium 
-_ — ocuaaana instead of using standard solutions to plot a calibration curve for each set 
of samples, five solutions containing 0-3, 1-0, 3-0, 6-0 and 10-0 p.p.m. of magnesium were 
: =a twenty times over a period of 1 week, the 4-8-cm burner being used. During this 
period, the apparatus was dismantled several times to allow the spectrograph to be used 
4 for other purposes. The coefficients of variation of the apparent magnesium concentration 
—_ . were 1-7 per cent. for solutions in the middle of the range, 3-0 per cent. for the solution 
containing 10 p.p.m. and 6-0 per cent. for the solution containing 0-3 p.p.m. When this 
_ experiment was carried out, the power supply for the hollow-cathode lamp was not fully 
7 stabilised and the known variations in the current 1 would account for about half the variation 
Leh. I have since found, however, over a more extended period, that the nature of the [ 
emission from the hollow- -cathode lamp does change, a a decrease in intensity of the ‘mag-— 
- nesium emission being accompanied by a sharpening of the magnesium line. The result f 
_ of this is that now, after several months’ use on routine analyses, calibration curves are f[ 
about 30 per cent. more sensitive than those reported here. My experience has’ been — | 


_. in the flame, variations in their number, and hence in their emission, caused by the 
A _— presence of other elements in the flame, will have no effect on the number of unexcited atoms ~ \ 


_ s of 200 p.p.m. ., did not affect the absorption of a series of solutions containing from 0-3 . 
Inaccurate results could, however, arise from two causes. In the first “place, a other 
elements could interfere by emitting light sufficiently close, to the magnesium wavelength 
to be passed by the monochromator and sufficiently intense, in comparison with the hollow-— 

_ cathode lamp, to be detected. The only likely element is sodium, which emits a weak line at 
2853 a. Under the experimental conditions described, exactly the same absorption was” 
obtained from 2-0 p.p.m. of ers pany in 0-1 N er acid as from the same concen- 


sodium emission occurred, it could, of course, have been overcome we the use of a gf Alora 

' 7 and tuned amplifier as suggested by Walsh. This lack of interference is in marked contrast | 
to the situation that occurs in the determination of magnesium by flame-emission methods, 

a where the degree of interference by sodium is considerable and depends on the resolution | 


{9 and hence on the measured | absorption. 1 Potassium and calcium, both at a concentration ff __ 
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of the n monochromator. In the Lundegardh meth which a medium 
with an entrance slit of 0-04 mm is used, interference by sodium is detectable when the — 
sodium is present at a concentration ten times that of the magnesium, and the analysis of 
sodium acetate extracts of soil for magnesium is impractiablee ae . 
_ The second way in which inaccurate results could arise is by an alteration in the concen- | 
tration of magnesium atoms. This would affect the emission and absorption equally and 
could be caused either by the solution being sufficiently different, in surface tension, viscosity ; 
and so on, from the standard solution to affect the atomisation or by the presence i in the 
solution of elements that combine chemically with magnesium in the flame. _ 
| The magnitude of the first effect depends on the type of atomiser used. 
Lundegardh atomiser used in this work, it is found that, in the analysis of N ammonium 
acetate solutions, results are obtained that are about 5 per cent. low when standard solutions 
in 0-1 N hydrochloric acid are used. This same depression occurs in emission flame photo- 
metry for potassium, sodium and calcium and can, of course, be readily overcome by using 
standards that are sufficiently similar in physical characteristics to the samples. oe re rey: 
Depression of emission by sulphate, , phosphate and aluminium been 


of compounds less readily ° volatilised and dissociated than the magnesium salt used to prepare 
the standard solutions, then the magnitude of the effect will depend on the flame temperature 
and also on the fineness of the spray introduced into the flame by the atomiser. In the present 
instance, no depression in either emission or absorption has been caused by sulphate (up 
to 0-1 N sulphuric acid) or by phosphate (up to a concentration of phosphorus equal to sixty 
times the magnesium concentration). Aluminium causes a depression both in absorption — 
and emission and must be removed if present in the samples at a concentration comparable 
with that of the Magnesium. . This depression is shown by the following results— 
=. Provided that sufficient regard is paid to physical properties, which could infleence 
the atomisation, and to the presence of chemical constituents, which could combine with 
"magnesium in the flame, this method shou 
Work in this laboratory is mainly concerned with the determination of magnesium in 
agricultural materials, and the method has been successfully applied to the analysis of 
plant-ash solutions, soil extracts, lysimeter and drainage waters, blood sera and milks. The > 
sensitivity of the method is such that soil extracts and water samples can be analysed without 
the prior concentration necessary for analysis by emission methods For blood serum, the 
normal range of magnesium concentration can be covered by using a solution obtained by 
dissolving t the ash from 1 ml of in 25 of 1 N hydrochloric 
atomic- for the determination of magnesium has proved to be 
api accurate and sufficiently sensitive for most purposes. By its use, magnesium deter- i 
minations can be performed with the same ease as, and probably with greater reliability 
ion, flame- photometric determinations of sodium, potassium and calcium. = 
this work and thank Mr. D. F. Waters for his and encouragement. 
2. Russell, Barbara J., Shelton, J. P., and A., Ibid., 8, 317. 
“,: 3. _ Crosswhite, H. M., Dieke, G. H., and Legagneur, C. S., J. Opt. Soc. Amer. , 1955,45, 270. | 
te 4. Mitchell, A.C. G., and Zemansky, M. W., ‘“‘Resonance Radiation and Excited Atoms,” Cambridge = 
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‘Thallium, 
and A. in “High-p wi 


cil tal A polarographic technique is described by which traces of thallium and ci 
elo can be co-determined, after extraction of the trichlorides, in essentially _ detain. 4 
same base electrolyte. Copper does not interfere at the concentrations 
under consideration and is separately determined by an extraction procedure _ Tei 
sodium diethyldithiocarbamate. An alternative polarographic procedure 
is described for the determination of copper, in which an ammonium 7 
chloride - ammonium base electrolyte is ued. 
_ THE methods decribed in this paper were devised to provide a rapid and accurate procedure 


¢ — for the determination of traces of thallium in high-purity commercial cadmium. Pure 
5 cadmium might contain, in addition to traces of thallium, comparable traces, i.e., from 0- 0002 
; i ~ to 0-0010 per cent., of iron, copper, , lead, zinc, tin, nickel and silver, win possibly smaller 
amounts of antimony, arsenic, tellurium and indium. 
__ Spectrochemical solution methods in current routine use in tee: eee do not 
permit the accurate determination of concentrations of thallium below about 0-001 per cent. 
Consideration of the nature and concentrations of the other trace constituents suggested | 
an extraction - concentration approach for thallium. The possibility was therefore indicated 
_ of including iron in a scheme for thallium by utilising the solubilities of the trichlorides in 
_ diethyl ether. A further advantage would consequently result, since the recommended 
_ non-spectrographic method for iron determination is tedious and necessitates a preliminary 
extraction of the thiocyanate compound with a mixture of pentanol and diethyl ether. — 
Interference by copper might be anticipated in a . diethyl ether extraction of the trichlorides- 
_ of iron and thallium, but this apparently does not occur at the concentrations involved. — 


_ Preliminary experiments on the removal of interference by copper indicated that an extraction f 
method for its determination was satisfactory. 


tillec 
of bi 


Since the original investigations by Noyes et al. on the relative solubilities of thallic ) 


_ and thallous salts,’ extensive use has been made of the solubility of thallic chloride in diethyl 
_ ether as a preliminary step in the determination of traces of the metal. In consequence, — 


detailed accounts exist of the applications of this method in various fields? 


Two publications*.* and the Hudson Bay Company’s Methods of Analysis describe 
successful polarographic methods for the determination of thallium; these methods depend 
on the cathodic reduction of the thallous ion. The fact that the half-wave potential of this 
- seduction remains remarkably constant when different base electrolytes are used has extended 
its application in defining potential ranges in polarographic analysis. None of the base 
—— described was found to be a satisfactory medium for the determination of thallium 


ammonium acetate buffered base electrolyte, similar to the type proposed by Semerano and 
_ Gagliardi® for the determination of greater amounts of lead, zinc and iron. This base elec- 
_ trolyte has frequently been used in these laboratories for the determination of small ll amounts 
of lead and iron in tailings from lead and zinc flotation - - concentration processes. It is, in 
=, - our experience, the only base electrolyte that permits satisfactory ey of iron 
A base electrolyte solution, we solution end standard thallium solution were e prepared 
Four 10-ml portions of base electrolyte solution were placed by pipette in 50-ml squat | 


“POLAROGRAPHIC : DETERMINATION OF ‘THALLIUM— 


beakers . Standard solution was added to on 50, 100 of thallium, f 
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IRON AND ‘COPPER IN PURITY CADMIUM METAL 


in the solutions were warmed on a hot- plate until 

of sodium chloride occurred. . One millilitre of buffer solution was added to each beaker 
and the volume of each solution was adjusted to 10-0 mii in a calibrated flask. Thesesolutions, 
without further treatment, were polarographed on a Tinsley 158 instrument with a static _ 
mercury anode and a cathodic drop-rate of 3-0 seconds. _ The diffusion currents were measured 


at a half-wave of 0-5 volt; the results were as 

a linear relationship can be observed between the thallium content and the diffusion a 


XTRACTION OF THALLIUM FROM CADMIUM METAL— 


at 50- -g sample of ‘Specpure cadmium was in a ure of nitric and hydro- 
ji chloric acids and the solution was evaporated to dryness on a hot-plate. Twenty millilitres — 


» of hydrochloric acid were added to the residue and the evaporation was repeated. i ; 
» resulting cadmium chloride was dissolved in water and the solution divided into five equal | 
- aliquots. To each of these aliquots was added, respectively, 0, 25, 50, 75 and 100 pg of - 
) thallium in the form of a standard solution. _ These solutions were made 8 N with respect 
| to hydrochloric acid, and sufficient bromine water was added, dropwise, to give each a distinct _ 
| yellow colour. Each of the solutions was then extracted with five 10-ml portions of pure 
| diethyl ether. The extracts were combined and washed with three 20-ml portions of dis- 
tilled water. The washed extracts were evaporated to dryness in a water bath and 10 ml ~ 
of base electrolyte solution were added to each. Heating in the water bath was continued a 
until crystallisation of sodium chloride occurred. . The solutions were cooled to room tem- — 
perature and to each was added 1-0 ml of ammonium acetate buffer solution, after which — 
the volume was adjusted to 10-0 ml. These solutions were then polarographed as before, — 
the diffusion currents again ‘being measured at a half-wave potential of 0- 5 a the — i, 


|} EXTRACTION OF THALLIUM FROM CADMIUM SOLUTIONS CONTAINING COPPER AND 

ibe 
‘Standard solutions were again prepared a as in ‘the previous 


in addition to the same fixed amount of thallium, 200 yg each of copper and iron. Spot 


nf tests with sodium diethyldithiocarbamate solution, ‘carried out on the dried residue from the : ‘ | 
. . evaporation of the ether extract, indicated the complete absence of copper, and tests carried 1 
| out on the residual solution after extraction of thallium indicated the absence of iron. The 7 


_ From the results of ati: imbue it was apparent that | thallium and iron could 

A be quantitatively removed by extraction of their chlorides from 8 N hydrochloric acid —_ 


diethyl ether, copper, to the maximum in cadmium, being 


presence of iron in the ethereal solution was confirmed by testing with ammonium thiocyanate - 


} left in the aqueous solution. = 


Several samples of high-purity cadmium containing traces of co iron, ‘thallium, 

- oll silver , nickel, lead, zinc, tin, antimony, indium and tellurium, which had previously been -. 
a y spectrographically analysed in these laboratories, were dissolved, extracted and polarographed 
| fas previously described. To the solutions of the samples were then added small amounts — 
wed F of thallium corresponding to approximately 50 per cent. of the expected thallium contents. 7 


_. BThese spiked solutions were treated in the same way, their thallium contents being finally | 


assessed by the polarographic method. The results of four determinations are shown in 
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a 
POLAROGRAPHIC DETERMINATION OF THALLIUM IN HIGH- PURITY CADMIUM 


The initial thallium content of each sample, determined ‘spectrographically, was br bas it’ 


3 Original diffusion — bok Final diffusion Diffusion current Calculated of degre 

current due Amount of current dueto duetoadded thallium in original polar 

thallium, added, thallium, _ thallium, sample, dithic 


— a comparison of the results in Table I with the results for the determinations of 
sufficient alone and in the presence of Specpure cadmium, it is apparent that the method is}) 4) 
sufficiently accurate to permit the determination of thallium in a 10-g sample to within}} ~ 
_ POLAROGRAPHIC DETERMINATION OF IRON— Se 


‘The polarography of iron has been extensively examined in these laboratories, and ite a 
has been shown that a method enunciated by Semerano and Gagliardi® could, in principle} =} 
be accurately applied to the determination of the low iron contents of zinc and lead con-§ i] 
centrates and tailings . A feature of even the purest obtainable sodium chloride used in} ‘ 

_ this type of base electrolyte is its high blank contribution. Commercial sodium chloride} chlor: 
; of allegedly high purity has been found often to contain as much as 0-002 per cent. of iron, and < 
and, although corrections can be made for this figure in routine analyses involving several 

_ milligrams of iron, its presence cannot be tolerated in the microgram range. Extraction) ojacjz 
F of the base electrolyte with diethyl ether has been shown effectively to decrease the blank}}” 

_ value to nearly one-tenth of its initial value, but the low inherent acidity of the base electrolyte} nitric 

_ makes extraction impossible beyond this point. 


The method | adopted for the purification of the electrolyte was was as follows— 


oe ‘teed The base electrolyte solution was prepared only | as ; required, an and addition of the) of co: 
i! _ gelatin was omitted until after the extraction. Twenty-millilitre aliquots were extracted) = 
after the addition of bromine water, with six successive 10-ml portions of diethyl ether.) amou 

The extracted solution was exposed to the atmosphere in an open beaker for 30 minutes}).. 
Ss permit the evaporation of the small amount of ether that gravitational separation}) 
did not remove. The requisite amount of gelatin solution was then added and the ] 
_ solution was stored ready for use. A blank determination of its — was carried out/}4mou 


i “4 To 10-0- -g samples of Specpure cadmium metal, treated as described for the extraction 
= = experiments for thallium, were added 25, 50, 75 and 100 pg, Tespectively, of iron in the) 
form of a standard solution. _ The solutions were extracted and polarographed in the same dithi 

2G way as for thallium, but with omission of the ammonium acetate buffer solution, the diffusion! ope 
wae Currents pe. measured at a half-wave potential of —0-15 volt; the ogy were as 7 


4 furth 


— ‘The generally applied method for the determination of traces of copper is colorimetric =] 

e iia complex formation with sodium diethyldithiocarbamate. The yellow colour pro: PoLA 

_ duced by the complex obeys Beer’s law and can be quantitatively measured in aqueous of)” 

carbon tetrachloride solutions. Interference has not been experienced when this reactiol[jevap 
has been applied to solutions prepared from high-purity cadmium and containing only those 

_ elements previously listed, provided that sufficient citric acid has been added before develop} conce 

“ment of the colour. 2 ‘Originally, it was expected that copper would interfere with the thalliumfabou 
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AND COPPER IN HIGH- PURITY CADMIUM METAL 


s determination by exhibiting a slight chloride solubility in diethyl ether, and, for this reason, 

_ J its removal by an extraction method was proposed. _ However, after copper had been shown 9 
Fito have 1 no - effect on the accuracy of the thallium determination, the method was retained, 


as it was rapid and accurate for determining copper. _ The use of ‘spectrophotometric instru- 7 
ments and standard graphs is replaced by a simple titration that offers almost as high a . 
degree of accuracy. The extraction method for copper can be “again by the well established — 


dithiocarbamate complex 


4“ All reagents must be of recognised analytical grade. = 
Sodium | diethyldithiocarbamate solution, 0-05 pure ent. aqueous—This ‘solution must 


Sodium chloride - hydrochloric base electrolyte” 250 
1¢)) chloride and 10 ml of a 0-5 per cent. aqueous solution of gelatin in 0-1 N hydrochloric acid a 7 
‘and dilute to 1 litre with 0-1 N hydrochloric acid, eee 
| Ammonium acetate buffer solution—Dissolve 386 g g of ammonium acetate and 286 ml of ; 
glacial acetic acid in water, and dilute the solution to 1 Oh 
copper solution—Dissolve 0-01 g of Specpure copper powder in concentrated 
nitric acid, add concentrated sulphuric, acid and evaporate until fumes are 
evolved. Dilute the solution tol litre 
__ Standard iron solution—Dissolve 0-01 g g of Specpure iron wire in the minimum nee 
of concentrated hydrochloric acid, and dilute the solution to 1 litre 
cted|) Standard thallium solution—Dissolve 0-01 g of Specpure thallium wire in the minimum | 
ther. amount of diluted nitric acid (1 + 1), and dilute the solution to 1 litre: pois 
EXTRACTION PROCE URE FOR DETERMINING COPPER 7h 
i thel) § Dissolve a 10-g sample of metal in ‘concentrated nitric acid, with the addition of small 
1 out! amounts of water to moderate the vigorous reaction. _ Evaporate the solution to incipient 
“-_ dryness on a hot- -plate. _ Add 20 ml of concentrated hydrochloric acid and again evaporate 
oe to dryness. Repeat this procedure, the dried salts thus obtained being nitrate-free chlorides. 
Add 50 ml of water and warm to dissolve the salts. Cool the solution, add 10 ml of 20 per 


a the cent. citric acid and transfer to a 100-ml conical separating funnel. “Add sodium diethyl- 


dank 


we dithiocarbamate solution, accurately, 0-5 ml at a time, shaking thoroughly after each addition. z 
jo )After each addition, extract the solution with 5-ml portions of carbon tetrachloride until *. 
al the yellow colour of the copper complex is no longer visible in the organic layer. Record 
[ithe end of the titration as that point at which the further addition of 0-5 ml of reagent no 
ss longer forms a visible yellow colour in the solvent layer. In this way a titre is measured _ 
$e tory} to the nearest 0-5 ml. Since 0-5 ml is approximately equivalent to 10 yg of copper, the method 
J “}igives a result to the nearest 0-0001 per cent. It is not recommended that the reagent be 

#4 further diluted for a greater accuracy of titre, but, rather, that if greater accuracy is required, 3° 6) 

a larger original sample be taken. — Standardise the reagent against a solution containing — 

a 1100 ng of copper and to” which citric acid has been added as ios the > sample analysis. 
ous Off} Transfer the combined carbon tetrachloride extracts to a ‘squat beaker 
actiolfjevaporate to dryness in a water bath. 5 To the dried residue add 5 ml of concentrated nitric _ 
thos#facid and continue heating on the water bath to destroy the organic matter. 
velop} concentrated hydrochloric acid and heat on a hot-plate until the volume has been reduced to a* 
alliumfabout 2ml. Add 2 ml of 50 per ome. v/v sulphuric acid and evaporate the solution a as 
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fumes are sisi 03 Carefully add successive small amounts of nitric acid until all organic 
matter has been completely destroyed. Evaporate the resulting clear solution almost to 
dryness. Add 3 ml of water and neutralise the excess of acid by the dropwise addition of 
ammonia solution, sp.gr. 0-880, use being made of an indicator paper if necessary. Add 


_ 2-5 ml of ammonium chloride - ammonium hydroxide base electrolyte solution and 0-5 ml of f- 


Soa solution, and dilute to exactly 10-0 ml. Filter the solution through a Whatman 
No, ‘31 filter-paper into a cell and polarograph as follows— ti‘ 


—0-2 to 6 volt against the static ‘mercury anode. 


Sensitivity—A full-scale deflection at 4 pA, with counter- current as q 


_ Compare the wave height thus obtained with a graph prepared i in the same way from 


| 


= 


34 ‘Treat a a 10-g ; sample | of metal in the way described under ‘ ‘Extraction Procedure for 


Determining Copper,” as far as the production of a dried chloride residue. Add 50 ml of 8 NV} . 


hydrochloric acid and heat to obtain a clear solution of salts. — 

_ dropwise, to render the solution distinctly yellow, and transfer it to a 100-ml separating funnel. | 
_ Extract the solution with five 10-ml portions of diethyl ether, combine the extracts and wash 
them with three 20-ml portions of water. ° Transfer the washed extract to a 50-ml squat 
beaker and evaporate to dryness in a water bath. Add 3 ml of concentrated ted hydrochloric 
acid to the dried residue and again evaporate to dryness in the water bath. . . Add 10 ml of 
_ sodium chloride - hydrochloric acid base electrolyte solution to the residue and warm to 
effect dissolution of the salts. Polarograph this solution for iron by applying the necessary 
- counter-current in the range 0-0 to —0-30 volt against the static mercury electrode. Compare 
the wave height thus obtained with a standard graph prepared in the same way from solutions 
of Specpure iron wire. If non-routine or very infrequent samples are being analysed, it will 


probably be better to use the standard-addition comparison technique. By this technique, 
two solutions are polarographed, the second being identical with the first, but containing 
a known amount of added reducible ion. The difference + ee the wave ve heights thus 


obtained is proportional to the am amount of added ion. 


Transfer the polarographic solution, after the the iron has been detente’, to a 50- ml 
squat beaker and warm on a hot-plate until crystallisation of sodium chloride occurs. Cool 


the solution, add 1 ml of ammonium acetate buffer solution and dilute to 10 ml. — "Polarograph 


Apply —0-3 to —0-: 8 volt against the static mercury anode. 
Sensitivity—A full-scale deflection at 0-5 vA with maximum counter-current. 


ing Compare the wave height thus obtained with a standard graph prepared in the same 


‘I thank Mr. ‘Consulting Metallurgiat. for Anglo American Corporation of 


South Africa Ltd., for permission to publish this Yo. | 
i C., and Spear, E. B., J. Amer. Chem. Soc., 1908, 30, 515. 
ue Snell, F. D., and Snell, C. T., “Colorimetric Methods of eee Second Edition, D. Van eed 
_Lingane, J. J., J. Amer. Chem. Soc., 1939, 61, 2099. 
. Kolthof, M., and Lingane, J. J., Edition, Interscience Publishers Inc., 


New York and London, 1946, p. 266. 
5 G., and Gagliardi, E., Anal. Chim. Acta, 1950, 4, 422. 
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he Colorimetric Determination of Thallium 


i Standard Telephones & Cables Lid., Rectifier Division, Edinburgh Way, Harlow, Ese _— a 
vit ‘tin- alloys. Microgram amounts over the range 5 to 80p.p.m.can 


Pa | Various methods! °’ for determining microgram amounts of thallium were examined during 
om a search for a rapid method of controlling the thallium content of tin- cadmium alloys. __ 
7) | None of these methods was found to be satisfactory, mainly because of interference by the © 
| large amounts of tin and cadmium present or the lengthy procedures required for the 
The method described by Pohl,® § although suitable, has the disadvantage of requiring 
an ultra-violet spectrophotometer for measuring the absorption | of the | thallium - sodium 
ss Papers®-!° describing the use of methyl violet as a reagent for the colorimetric deter- 
“mination of thallium have recently been published. Since the dev relopment of the 


indicate that it has no. particular advantage over rhodamine when applied to “the 
determination of thallium in tin - cadmium alloys. 


| __ The use of rhodamine B was described by Feigl, Gentil and Goldstein for the detection — 
BS thallium. Onishi!® gave details of a colorimetric method for the determination of thallium, 


‘in which the thallic - rhodamine B complex was extracted with benzene. This work has 
been confirmed by using pure ee sys solutions, but direct ge to the 


clements with ether from 0- 1 N acid. 
experiments showed that thallium was extracted from 0-1 N hydrobromic acid with ditso- 
propyl ether and that no co- extraction of tin or cadmium took place. _ Farther ———— 


cadmium alloy was s readily soluble in bedeeboanie acid containing 10 per cent. v fe of bromine. 
___ These preliminary experiments indicated that a rapid colorimetric method for the deter- _ 
mination of thallium was available and the method was developed for use with tin - cadmium ’ 


containing 5 to 80 p.p.m. of thallium. 


EXTRACTION: OF THALLIUM FROM ACID SOLUTION- 


The time 1 ‘required for ‘complete extraction of thallic bromide from acid 
with diisopropyl ether was determined by shaking solutions prepared as for the calibration — 
curve (see p. 478) with 25-ml portions of ditsopropyl ether for increasing periods of time, — 
after which the thallic - - rhodamine B complex was formed and the optical density of the 
extract was measured. Three extracts were measured after being shaken for 1, 3 and 5 i 
_ minutes, respectively ; the optical densities were 0-612, 0-590 and oer. 3 from which it ~ 
be seen that maximum extraction is attained after 1 minute. seed. 
The distribution coefficient was shown to be 1-0 by repeated extraction iat a solution of 
thallic bromide in hydrobromic acid with fresh 25-ml portions of diisopropyl ether for 1-minute 
periods, after which the thallic - rhodamine B complex was formed and the optical density 
f of the extract was measured. The optical densities of the first extracts of two ene rae were 
1957} be 613 and 0-608, and in both, after a second extraction, the optical density was zero. 


FORMATION OF THALLIC - RHODAMINE B COMPLEX DIisoPROPYL ETHER— 


By variation of the shaking time e of the diisopropyl ether extract -1 : rhodamine B m mixture, a 
the time sraeree for formation of the complex was determined. _ After they had been shaken 


4 


83 | 
nic 
of — 
| 
— 
q 
| 
| 
oric — 
1 to i | 
sary — 
pare 
ions | alt q 
ue rom tin and Cadmium, which also form Complexes With rhodamine 6b. Separation | 
ning 
thus — 
| 
— 
0-ml 
raph — 
| 
st 4 
| 
a: 
4 
| 
a | 


1, 3 and 5 respectively, the optical of were 608, 604 
and 0 590, from which it can be seen that the complex solution reached m maximum optical 
_ The decrease in optical density with increased | shaking time is considered to be ca 


the slow mutual dissolution of the ditsopropyl ether - hydrochloric acid mixtures, which 


results in a slight shift of the distribution coefficient as observed at 1 minute. oak in — 


OLOUR STABILITY OF THE THALLIC - RHODAMINE COMPLEX— 


he stability of the complex in diisopropyl ether determined by the 
optical density of the coloured solution after known periods of time. After 0, 1 and 15 hours, 
the optical densities of two solutions were 0-610 and 0-615, 0-610 and 0-613 and 0-605 and 


0-609, respectively. These figures show that the complex is stable for at least 1 hour and 7 


the decrease in in optical density after 15 hours is only slight. 


= ‘The maximum absorption of the thallic - rhodamine B complex occurs at 550 my. | Any : 
type of spectrophotometer or absorptiometer is suitable; the work described was carried 

out in 2-cm cells with a Spekker — absorptiometer, I Kodak oe 5 green filters being used. 


— Ce Hydrobromic acid - bromine mixture—Add 25 ml of bromine ey 225 ml of hydrobromic 


acid, sp.gr. 1-46 to 1-49. Use analytical-reagent grade materials and mix well, 
_—— Rhodamine B solution—Dissolve 0-2 g of rhodamine B in 1 litre of N hydrochloric acid. q 


a weigh. accurately 0-25 g of sample. Add 5 ml of hydrobromic 4 
= Ra acid - bromine mixture, immediately cover the beaker with a watch-glass to prevent losses by fF _ 


spitting, and heat to approximately 40° C to effect complete dissolution of the alloy. Rinse the 
_ watch-glass and beaker walls with 5 ml of distilled water, heat the solution at a temperature 
just below its boiling-point until excess of bromine has been expelled and then cool to room 
temperature. Transfer the solution to a 100-ml stoppered separating funnel, graduated 
at 25 ml, and dilute to 25 ml with distilled water. Add 25 ml of diisopropyl ether and shake 
_ for exactly 1 minute. Allow the phases to separate, and discard the aquecus x cag _ Add f 
_ 20 ml of rhodamine B solution to the ethereal solution and sk 


sto red cylinder. Note that transfer of the ethereal extract to the cylinder prevents 
ppe y: y 


the introduction of droplets of the aqueous phase into the absorptiometer cells. [ | 


” _ Carry out a reagent blank determination simultaneously with the sample. Measure | 


the: optical density of the sample extract in 2-cm cells against the blank solution with a 7 


_ Add, by pipette, 0-0, 0-2, 0-5, 1-0, 1-5 and 2-0 ml, cupescnay of thallous nitrate solution 
. "containing 10 pg of thallium per ml to the beakers. Add 5 ml of distilled water to each} 
_ beaker, heat gently until excess of bromine has been expelled and cool to room temperature. | 
- Continue as described under “Procedure” from ‘ “Transfer the solution to a 100-ml stoppered | 


_ Measure the optical densities of the ether extracts in 2-cm cells with a spectrophotometer 
or absorptiometer. _ Construct a calibration curve of micrograms of thallium against optical | 


on . A linear relationship is obtained with a sensitivity of 0-3 ug of thallium per | 
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504 in 5ml of b hydrobromic acid - - bromine mixture. | The r coveries, wh 


The: reproducibility of was determined by applying the method to a 
tin - cadmium alloy containing a nominal 40 p.p. m. of thallium. _ The results were as ‘ill = 


Thallium found, p.p.m. .. 43. 


“ 
‘It is considered t that the method is adaptable to thi: déten determination of thallium i in the 
presence of a large number of interfering elements by virtue of the selectivity of the extraction $ 


Standard and Cables Ltd. for permission to publish this ; 
T., and Cohen, A Anal. Chem., 1950, 22, 686. 


Schoeller, W. R., and Powell, of Minerals f the Rarer Elements, "Third 
Edition, C. Griffin & Co. Ltd., London, 1955,p.91,0 
7. Pavelka, T., and Morth, H., Mikrochemie, 1932, 
Er % Gur’ev, S. D., Sbornik Nauch. Trudy, Gos. Nauch. Inst. Tsvet. Met., “ite daha 10, 371 
10. _ Blyun, I. A., and Ul’yanova, I. A., Zavod. Lab., 1957,23, 283. © 5 Mw: 
ll. Feigl, F., Gentil, V., and Goldstein, D., Anal. Chim. Acta, 1953, 9, 393. iy 
Wada, R and Ishii, Bull. Inst. Phys. Chem. Res. Tokyo, 1934, ‘13, 26 


‘Vitamin tinic Pyti- Vitamin 


Lucerne 

Grass meal . 


Dried peas: 
| Locust bean . 
inseed 
Palm kernel cake 
Copra meal .. 
Undecorticated cottonseed . 
Dried brewers’ yeast.. 42-9 378-4 


The figures shown can be converted to milligrams per po pound, I 
_ ¢ The amount of vitamin A (in international units per kilogram) approximately equivalent 
biologically 1 to a pro-vitamin A figure is obtained d by multiplying the 
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in the of the 
ration. _ Unfortunately, published information on the vitamin contents of common feedingstufis 
is very meagre, and we have, therefore, extended existing data by determining the amounts of f 

: a number of water-soluble vitamins in a series of common feedingstuffs, and the pro-vitamin A 
-_(B-carotene) content of four of them. Comparison of our figures (see Table I) with those collected 
from the literature and recorded by Kent-Jones and Amos? reveals differences that emphasise the f 
need to extend even further the figures for the vitamin contents of feedingstuffs in order more readily | 

_ to decide the influence of the composition of the ration upon the eS Oo levels of supplementation } 


The microbiological assay “procedure used for ‘the determination of nicotinic acid, riboflavin, 


= pantothenic acid, pyridoxin and vitamin B,, and the chemical method for the determination off} _ 


_ choline were those described by Kent-Jones and Amos.? Carotene was determined by the method} | 
of Booth,? which excludes other carotenoids: in most animal feedingstuffs this be 


A thank thank Mr. E. C. Apling and Mrs. J. yhitten for undertaking of the 


 Kent-Jones, W., a and Amos, “Modern Cereal Ch Chemistry,” Fifth Edition, The 
Booth, V. H., “Carotene: Its Determination in Materials,” W. Heffer « Sons Ll, 


— FUNCTION OF THE SULPHYDRYL GROUP IN THE DETERMINATION 2 


OF THIAMINE WITH 6- AMINOTHYMOL 


40 


curve C, thiamine; curve D, cy 

50 ‘The of an of the r reactions involved in ‘this method indicate 

_ the sulphydryl group is the main functional group in the formation of the colour, and ‘that othe 4 

] 1 d be det d ilar m Yo 
su ydryl s can be determined in a similar manner. 
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a It has been reported that certain substances other than thiamine, notably those of a phenolic 


 Onthe 
ee that the colour 1 was attributable to the presence ofa  sulphy dryl group, the ‘test was 
applied to a number of different thiols. Fig. 1 shows the response of the reagent to these sub- 
stances under the conditions described for the determination of thiamine. ff Thio-p-cresol formed 
a turbid solution, and the product was extracted into toluene - butanol mixture (9 + 1) from acid 
solution before optical-density measurements were madee 


- The orange-yellow colours produced with aromatic wiper compounds are very intense 


) compounds examined gave any measurable colour after treatment with iodine in acid solution. 7 
&#F From these results it was concluded that fission of the thiazole ring of the thiamine molecule _ 
occurs under the influence of alkali, and the thiol so formed reacts with aminothymol. — According a 
to Williams and Ruehle,?.* quaternary thiazolium salts are split at the C-S linkage by an excess of - 
alkali with the formation of a thiol-aldehyde. _ In order to apply the aminothymol test, a sample 

of 4-methyl-5-( 8-hydroxyethyl)thiazole was prepared by sulphite cleavage of thiamine; neither | 
this nor the pyrimidine portion of the thiamine molecule showed any positive reaction with | a 
aminothymol, but, on conversion to its ethiodide, the thiazole portion formed a colour practically 
identical with that formed by thiamine itself. The reactivity of this compound was also destroyed - 
by treatment with iodine. Downes and Sykes® have prepared a disulphide by treating 3- benzyl- 


For: the reaction between and a ‘thiol to proceed qi quantitatively, the | presence 
of | free oxygen is essential. This is not evident at low concentrations unless the solutions are ~ 
de-gassed before mixing, but, at higher levels, vigorous aeration is necessary. Since oxidised - 
thiols do not respond to the test, it is clear that aminothymol requires at least partial oxidation 
before the reaction can take place. _ This is borne out by the observation that preliminary aeration 
of alkaline solutions of aminothymol greafly accelerates colour development when a thiol is added. 

_ The most probable oxidation product of 6-aminothymol in the early stages" of the reaction 
is thymoquinoneimine (I ). Undoubtedly this reaction does not reach completion, ammonia 
being slowly liberated, and, after standing for about 1 hour, the solution no longer reacts w ith — 
thiamine. McAllister* has assigned the structure II to the yellow product obtained in alkaline — 
solution from pe 6-dichloroquinonechloroimide and mercaptoglyoxalines, and it is suggested that 
reacts similarly under mildly oxidising conditions to for form the Til. 


NH | 


al Although McAllister the on the of Gibbs’ s mestion for phenols,” 
certain experimental observations suggest a reaction that involves the imino group rather than ~ ad 
| the ketonic group. For example, it has been found that replacement of the imino hydrogen ~—— > 
| an alkyl group destroys completely the reactivity of the quinoneimine towards thiols. Further, 
although 4-amino-2:6-xylenol is as sensitive to thiols as aminothymol, 4-amino-3: 5- -xylenol is 
devoid of activity. Saunders and Watson® have pointed out that, owing to steric effects, the 
reactivity of quinones is inhibited by the presence of o-methyl groups.  ~ 
A more detailed investigation of the yellow products of the reaction between ‘aminothymol 
and sulphydryl compounds is made difficult by their extreme instability. The action of mineral 
acids, warming or even standing in neutral solution for a few hours causes rapid decomposition, — > Ve 
which leads to the formation of disulphides and coloured phenolic oxidation products. _ The data F. 


presented are in agreement with the N-mercaptoquinoneimine structure proposed by McAllister, 
and indicate that the reaction may be as a method 
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Downes, ‘J. and Sykes, P, Chem. & Ind., 
McAllister, R. A., Pharm. Pharmacol., 1955, 7, 135. 


om Received January 24th, 1858 
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WITH AMMONIUM THIOCYANATE é 


THE observation “by Gingold Rochow! that ammonium thiocyanate will undergo double 
_ decomposition with dimethyldichlorosilane to precipitate ammonium chloride prompted the direct © 
_ determination of some organochlorosilanes in organic solvents with ammonium thiocyanate. g 
ss Details of the procedure and the results of the experiments carried out to establish a new | 
_ ait simple technique for determining 1 the concentration of some organochlorosilane solutions directly 


_ by means of precipitation with a solution of ammonium thiocyanate in acetone i in ‘presence of ) 
ferric chloride solution as indicator are given. __ 


_ Although it is fairly simple to determine these chlorosilanes by t itration of the < acidity, or | 
- chloride i ion, after hydrolysis with water, the proposed method has the advantage that it is carried | 
out entirely in organic solvents and no precautions are needed against possible loss of hydro- 


_ chloric acid, which ‘might occur if adequate precautions were not taken in the ge hydrolysis — 


iocyanate solution, 0-3 M in acetone—Dissolve 22-8 g of ammonium thiocyanate 

“(aried i ina vacuum~ -desiccator after recrystallisation | from methanol) in 100 ml of warm anhydrous 
acetone, and dilute with more anhydrous acetone to 1 litre. Standardise the solution against 
ca pe Ferric chloride solution, 1 per cent. in diethyl ether—Dissolve lg of anhydrous f ferric chloride 


as Ww ith use of a pipette calibrated by means ns of me: mercury, place exactly 1 ml of tee chlorosilane 

_ yes solution in a 100-ml conical flask, and add 10 to 30 ml of opens diethylether. Add 


chloride. Shake the solution and add 1 drop of 1 per cent. ferric chloride solution in diethy! 

ether. Continue the to of a persistent red colour owing to the formation 

Tt is necessary, ‘to shake ‘the tak vigorously during the titration anc 


on and to keep the contents 
below 5°C by using iced water. Practice is, at first, required for accurate detection of the 


end-point, but reproducible results should soon be achieved. 
= Calculate the concentration of chlorosilane in the sample solution (C) from the following 

where A molar concentration of the ammonium thiocyanate solution, 


= thé volume, in mi, of solution used i (mean of at least five 


tors of Novadel Ltd. for permission to publish this Note. | 
nd Elkington, R. H., Ibid., 1957, 82, 650. sons | chlo1 
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od _ The proposed procedure was seaioes to solutions of twelve different chlorosilanes. 

results, together ¥ with the calculated values, are shown in Table I. _ Methyichlorosilane and pheny 
chlorosilane were supplied by the Shin-etsu Chemical Industrial Company in purified grades. — 
Ethylchlorosilane* and isopropylchlorosilane* were prepared by Grignard synthesis and then | 


pas by careful single distillation. The sample ‘solutions w were 


determining chlorosilanes in organic solvents, especially when the solvent mixture is of unknown 
composition | so that the usual techniques, ¢.g., refractometric or gravimetric, at be applied © 


Throughout the preliminary investigations it was found that addition of a large amount of 7 


dry. = ether to chlorosilane manent most effective for the production | of a suitably : sharp 


wool made the precipitation of ammonium chloride so complete and the colour owing to the 
formation of ferric thiocyanate so distinct that 1 drop of ammonium thiocyanate solution in excess L 
was sufficient to make the end-point easily recognisable,  —— 
I I thank the Shin-etsu Chemical Industrial Company for the supply « of so some pure chiososilanes. 4 


— DETERMINATION OF SOME CHLOROSILANES IN BENZENE AND IN ETHYL ACETATE. 


‘ad 


Ethyl acetate 


N 


Diethy dichlorosilane 37 
Itrichlorosilane . . 
Some by the with these will soon be 
Chem. Soc. Japan (Ind. Chem. Sect.). 
Gingold, K, , and Rochow, E. G., J. Amer. Chem. Soc., 1952, 74, 6306. 
-Rochow, E. G., U.S. Patent No. 2,258,220, 1941. 
Booth, |. ae , and Spessard, D. R., J. Amer. Chem. Soc., , 1946, 68, 2660. 


Cae 
THE PRECISION OF FREEZING- POINT DETERMINA’ TIONS 

Tue freezing or crystallising-point of a material is often used as a criterion of its purity or com- 2 
position. Determination of the freezing-point by conventional methods, however, is hampered — a 
by the tendency of many substances to supercool. To overcome this difficulty, either elaborate . 1 
arrangements are used to add external seed or else cooling curves are drawn and Yorn 

to what is hoped is the true freezing-point of the material. Supercooling can be almost completely _ 

avoided in the majority of determinations by a simple addition to the usual apparatus specified — a 

in in Appendix B of British Standard 1998 : 1953. =. 

__ The use of a cooled wire to induce crystallisation is fairly well known. This can be adapted © 


toa form suitable for freezing- -point determination by attaching to the wire a small brass cup 
cooling agent. The wire is omen through the cork of the tube containing the — hr 
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_ is positioned to make contact with the stirrer at each oscillation. During the determination, the 
brass cup is kept full of a substance, such as ice, solid carbon dioxide or liquid air, which serves 
asa heat sink some 50° C or so below the freezing-point of the sample. As the sample approaches 
‘, its freezing-point, the intense cooling at the point of entry of the wire into the liquid causes — 
a8 crystallisation in a small volume of the liquid. The crystals so formed are detached by the stirrer f 
_ and dispersed throughout the bulk of the sample, thereby ensuring adequate seed at the critical jj 
. point. rm Supercooling is usually undetectable, and, if temperature readings are made at suitable — 
intervals of time, the freezing-point is , sufficiently marked to obviate the Preparation of cooling 
"The rate of heat by the be varied within wide the 
diameter of the wire and the temperature of the heat sink. The method is thus adaptable in 
7 4 principle to the majority of freezing- point determinations, in particular those that have to be f 
As an example, the following conditions gave good | results with mixtures of ethylene glycol |} 
and water, which readily supercool in the absence of seed. A piece of 18 s.w.g. (0-048-inch diameter) | 
4 copper wire was used, attached to a cup 15 mm in diameter and 20 mm tall, which was filled with 
small pieces of solid carbon dioxide. ¥ The outer bath temperature was maintained between 8° and 


sample was pre- -cooled on solid ‘carbon dioxide to obtain a an 

caneuniaanio freezing- -point value, after which its temperature was allowed to increase by 1° or 2°C | - 

__ before insertion in the apparatus. The temperature was read every 30 seconds, and the first } 
a _ temperature to be followed by 4 four more readings that differed by less than 0-05° C was taken as 


De _ being the true freezing- point. _ Duplicate determinations usually agreed to within 0-05°C. a 


_ Acknowledgment is made to the Engineer-in-Chief of the Post Office and to the Controller 
of H. Stationery Office for permission | to publish this Note. A. of 


Benzole Distillers Ltd. for valuable Pw 


London and New York, 1954, ‘109. 


IN DER ANALYSE. Dr. W ILHELM PRODINGER. 
Fourth Edition. Pp. xvi + 246. Stuttgart: Ferdinand Enke Verlag. 1957. Price 
 Prodinger’s ‘‘Organic Precipitants i in Quantitative . Analysis” has won its s place on on the e analy st’s 
bookshelf already, but the author has again been at great pains to summarise all the important | 
_ advances in this field since the publication of the successful third edition. The coverage is best 
_ indicated for new readers by the following list, in which figures in brackets give the number of 
pages of text devoted to each topic: dipicrylamine (5), sodium tetraphenylborate (10), picrolonic 
acid (8), anthranilic acid (10), quinaldinic acid (11), cupferron (17), neocupferron (1) » benzoyl- 
phenylhydroxylamine (1 ), dimethylglyoxime (3), benzoinoxime (6), salicylaldoxime (6), mercapto- 
benzthiazole (7), oxine (22), a-nitroso-B-naphthol (6), pyrogallol (1), thionalide (16), sulphosalicylic 
LA acid (8), guadinium carbonate (3), tannin (14), -arsonic acids (10), mandelic acids (2), m- cresoxy- 
acetic acid (3), p-amino-acetophenone (1), “naphthin” (1(or 4)-azaphenanthrene) (4), ethylene- f 
diamine (4), propylenediamine (2), pyridine (10), tolidine and benzidine (2), thiourea (6), tetra- f 
.s phenyl- and triphenylmethyl-arsonium salts (6), nitron (4) and triphenyltin chloride (2). _ aa 
- Certain reagents recently advocated, viz., violuric acid, bismuthiol II, _phenarsazinic acid 
and 1-nitroso-2-hydroxy-3-naphthoic acid have not been included, because nothing apart from 
the original papers has been written about them, and as yet the author has had no personal ex- 
perience of their potentialities or limitations. _ This may be the reason for omitting dithiol, 
acid and some reagents developed by Russian chemist 
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separations and | quantitative determinations. It is thoroughly practical in outlook and there t 
are 1 repeated indications of the possibility and reasons for errors in certain of the published pro- ee 
cedures. The author comments on discrepancies between the ‘optimum drying temperatures for _ 
precipitates reported by Duval from studies with his thermobalance and those recommended by _ 
other workers who used conventional drying ovens or furnaces of different designs. eld 
| _ This book is well printed, strongly bound and remarkably free from misprints and errors, 
cal } although the formulae for the complexes of scandium and thorium with 8-hydroxyquinoline 
ble | (pp. 122 and 123) should have been Sc(Ox),.HOx and Th(Ox),HOx. No reference is made to 
ing }} Hollingshead’s four-volume monograph on “‘Oxine,” and the author has little space to spare for — 
the reagents nioxime, heptoxime or niccolox—and none for furil-dioxime. Although it has long 
the |} been demonstrated that the correct formula for the complex of thiourea and lead “nitrate is . 


in Pb(NO,),.6CS(NH. (Haworth and Mann, /. Chem. Soc., 1943, 661), Mahr’s erroneous and 


"improbable formula 2Pb(NO,),.11CS(NH,). ‘has not been corrected in this edition. 

ter) |} Purtry CoNTROL BY THERMAL ANALYSIS. Proceedings of the International Symposium on 
att Purity Control by Thermal Analysis, Amsterdam, 1957. Sponsored by the I.U.P.A.C. 
and and organised by the Committee on Physico-Chemical Data and Standards. Edited by 
Oxi- ai" W. M. Smit. Pp. xii + 182. " Amsterdam: Elsevier Publishing Co.; London: Cleaver-_ iy 

— Hume Press Ltd.; New York: D. Van Nostrand Co. Inc. 1957. Price 24s.; $4.85. 

a  Cummical compounds of high purity are required not only for research purpo ses and ; as standards 
first |} for the calibration of instruments, but certain of them are used industrially, for example, titanium _ 
nas |) tetrachloride and dimethyl terephthalate. Hence, methods of determining purity of substances — 
” | are of great importance and the development of new methods becomes necessary as standards 
of purity are raised. During the past 15 years or so, much effort has been directed to the use 


er | of thermal properties for measuring the purity of s substances. The present state of know ledge of ; 


this subject was rev iewed at an International Symposium i in Amsterdam in 1957 organised by the 
4 | Committee on Physico-Chemical Data and Standards of I.U.P.A.C. This volume contains the a 


proceedings of the Symposium: sixteen papers, the text of the Chairman’s opening address and a © 
Ltd., | Summary of the discussion. The papers have ve peavionsty been  aieeamete as V olume 17, No. 1, of 


ra | The papers deal with the theory, applications and techniques of the thermometric method for , 
_ —} obtaining melting and freezing curves and of the calorimetric method for measuring temperature - ; 

‘yess |, heat-content curves. The analyst will be particularly interested in the papers dealing with general _ 
Jo 


methods, for example, the comparison between thermometric and calorimetric techniques, a critical 
-- Survey | of the calorimetric method and tl the theory and practice of thermometric method ods. Precise Wy 
_ measurements in this field require a large number of observations and it is desirable to use automatic — 
control as far as possible. Three papers describe apparatus for the automatic or partly automatic __ 
control and recording of thermal analyses. Several of the papers consider the interpretation of | 
experimental results to obtain a figure for the purity of the sample. Three papers are concerned 
with special applications of the methods. 
dnt The discussions at the Symposium are summarised in the last eight pages of the book. It 
is probable that the melting (or freezing) curve method for purity determination will be much more — 
widely used in the future and it is of interest to note that the Symposium recommended that the © 
reliability of this method be tested by the comparison of the results on standard samples les by s several 


lonic volume | is well price is very reasonable. = J. LF. MARTIN 7 


apto- FLAME PHOTOMETRY. By F. BuRRIEL- L-Marrt < and Ramfrez-) Mufioz. xii 
icylic dam: Elsevier Publishing Co.; London: Cleaver-Hume Press York: D. Van 


Nostrand Co. Inc. 1957. ‘Price New York: D. Van 
» The authors have previously published in Spanish a review of flame- -photometry methods a 


and the very great interest shown in that work led them to write the present book designed for 
English-speaking workers. They set themselves the task of producing a manual that will serve 
both as a textbook for those who have never used the technique and as a work of Teference for 
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In addition, ‘there are in existence numbers of The 
authors of the book have coped with this difficulty very well in that they have not gone into too 
much detail on those problems, particularly interference problems, which depend so largely on 
instrumental details. They have also pointed out carefully that the analytical procedures that 
can be undertaken must depend on the type and versatility of the available equipment. a 
The subject has been treated very fully, in places almost too fully. _ For instance, although 
“anyone who is particularly interested in instrumentation will delight in the ten pages devoted to 
_ detailed comparison of all the known commercial instruments and many of the laboratory instru- 


‘ments that have been in literature, the too 


iz meet discontinuous text that may not be easily readable to someone new to the subject. — To 

- ~ _ counteract this there i is an extremely good subject index, which makes the finding of any particular 


bibliography, t this having been. made ‘unnecessary by previous publications by another author, 


__ The translation by ° W. C. Darwell is very good in ndeed ; there are few fp passages that reveal _ 


‘ 7 that the book was written originally in Spanish. — On its own merit the book is extremely useful, 


addition to the of any modern laboratory. 


A PAPER CuRomAToGRAPHY AND PAPER ELECTROPHORESIS. By RICHARD J. 
Second Edition. Pp. xii + 710. York 


and Leadon: Academic Press Inc. 1958. ‘Price $12.80; 9ls. 6d. 


i So rapid have been the advances in this branch of analytical ceniary that the first edition 

_ of this book, published in 1955, has had to be largely re- -written. Part I, comprising two-thirds 

= vs of the whole, is concerned with paper chromatography and is the work of R. J. Block and G. Zweig; 
- the remainder, written by E. L. Durrum, is devoted to paper electrophoresis. _ ie 
__In the introduction the reader is reminded that R. Consden, A. H. Gordon and A. J. P. Martin 
‘{Diechem. _J., 1944, 38, 224) were the first to use paper as the inert support in place of the silica 

gel originally proposed by A. J. P. Martin and R. L. M. Synge (Biochem. J., 1941, 35, 1358). 


Following on this pioneer work, numerous investigators have employed the principle of paper fj 


partition chromatography to separations of all kinds of closely related substances with striking 


success, and the purpose of this treatise is to present some of the results, so that the reader may | 


an have a knowledge of past studies sufficient to guide him in planning procedures to deal with his 
7 own requirements in this field, without recourse to an extensive search of the literature. — 


a. _ After a chapter devoted to an exposition of theoretical principles, there is a useful illus- 


trated account, extending to more than 60 pages, of the methods of paper chromatography. 


This section is the foundation of the discourse and has been most carefully written. The next | 
"chapter, comprising an account of the various methods of quantitative assessment, makes interest- 
ing reading and, although naturally including detailed explanations of the senior author’s Total | 


Colour Density and Maximum Colour Density methods, the Elution principle, as well as the Area of § 


Spot proposal of R. B. Fisher et al. (Nature, 1948, 161, 764), are equally well described. From this | 
_ point on, for 333 pages, the work is devoted to detailed descriptions of paper-chromatographic f 


methods as applied to various classes of compounds, the titles of the ten chapters being: Amino 
Amines and Proteins; Carbohydrates; Aliphatic Steroids, Bile Acids and Cardiac 
Compounds; Naturally Occurring ‘Pigments; ‘Miscellaneous Oiganic Substances; Antibiotics and 
‘Vitamins; Inorganic Separations. _ There are some 67 Tables of Ry values, and the work is docu- 


mented throughout. Part I of the book concludes with a list of approximately 1800 references, f 


a few of these belonging to the year 1957. At the end of the volume there is also an index of 
about 1180 substances showing the page where the Ry value is quoted. ts” 
om —?_:! stated in the Preface, the authors have not attempted to discuss all the published work 
ae on paper chromatography, their object having been to write a practical manual in which tried and 
proved procedures are summarised. It would appear that most of the substances to which paper 

_ chromatography has been applied are mentioned in the text, although, necessarily, in many 
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= its later developments with ease. An Appendix giving the formulae of the commonly z 


_ — used electrolytes, with notes on them, is particularly useful. There are then 88 pages of biblio- 3 
ugh . graphy comprising over 1700 references on paper : electrophoresis. and closely , allied topics, and the 4 BS 


ie value of these is enhanced by ' the appended subject classification. The index at the end of the 


too ‘This book bears the stamp of authority and is certain to stimulate further research in the 

= —— of a most valuable, and essentially simple, analytical technique. 

To METHODEN DER -MIKROMASSANALYSE. By Professor _ JOsEF Mika. Second Edition. 

Pp. xvi + 375. Stuttgart: Ferdinand Enke Verlag. 1068. Price: (paper) ) DM 63; (cloth 


hor, 7 ‘The first edition of Mika’s textbook was published in 1939, and many developments in volu- 

4 metric analysis have taken place in the interval. Mika, in this new edition, has re-cast the original 
eful, |} —_—‘ It must be emphasised, however, that this publication is not just a handbook that describes 5 
nost | all the known methods of micro-titration. On the contrary, it is really a guide to the whole | 
ty =f = and is likely to be of great help to analysts of all kinds who have to carry out volumetric rf 

_ titrations on the macro, micro or ultra-micro scale, 


_ The book is divided into two parts, one of which is general and the other : special. - In the. 

r oa part, Mika deals with the purpose of micro-volumetric analysis, the purity of chemicals: 
that are used and methods of end-point detection, including colorimetric, photometric, potentio- 

metric, amperometric, conductometric and high- frequency procedures. He pays particular 
| attention to the various methods available for the delivery of known weights or volumes of 7 
. volumetric solutions, whether by conventional burette, weight burette, flask burette or capillary ; 


‘The preparation of volumetric solutions is described, and are made on the most 
desirable working concentrations, as well as on the subdivisions of solutions. 

— the special part, volumetric methods of neutralisation analysis in aqueous and non- ~aqueous — 


“media, oxidation and reduction procedures, titrations involving complex formation and — 


involving are with most thoroughly; examples are given of the applications 


may | we This book i is really first class. Naturally, the bias in this type of book i is towards the inorganic | 

a his} side. Nevertheless, it is the kind of publication that must appeal to all analysts who are interested 

a in principle rather than scale and i wish to place the re work of their cnaigiing 

next _ TECHNIQUE oF ORGANIC CHEMISTRY. Edited by ARNOLD WEISSBERGER. — Volume X: FuNDA- 
rest- MENTALS OF CHROMATOGRAPHY. Harortp Gomes Cassipy. Pp. xviii + 447. New 
Total York and London: Interscience Publishers Inc. 1957. Price $9.7 75; 78s. 
ea of a _ This book represents one of the first attempts at a fundamental treatment of all the chromato- q g 
1 this ‘graphic techniques. It covers the following types of chromatogram: liquid - solid (adsorption | P 
aphic f} chromatography), liquid - liquid (miscalled ‘‘partition” chromatography), both on columns and - 
mino _ paper, and gas - liquid. . Curiously enough, no treatment is given of the gas - solid chromatogram. 

diac _ The subjects dealt with in the fifteen sections are: Introduction; The nature of chromato- 

ndole = The molecular interactions on which | chromatographic separation rest; General theory ; 7 

and - liquid partition chromatography; Column "partition chromatography; Paper arti 

docu chromatography; Adsorption chromatography ; Ion exchange; Electron-exchange polymers; Foam a7. 
ences, 2 emulsion fractionation; On recognising and evaluating zones; On the relation of Ror Ry to | 

lex of molecular structure; On choosing mobile and stationary phases; On using chromatography; and, = 
Ae finally, an Appendix: that gives lists of manufacturers supplying apparatus. The Subject and _ 

d and : “oz Ina book of this size no subject can be treated comprehensively. ie Nevertheless, all the basic on 

paper "information for each technique is present. Where information from published papers is dealt — 


7 ith, the relevant sections of original works are quoted in full, | aes no author can complain 


Aber a chapter on theoretical considerations, the author of Part II skilfully introduces the 
too | practical aspects of paper electrophoresis by illustrated descriptions of his own early arrangements _ a ' | 
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on the subject, since a list of the references alone would fill a book of similar size. — 

_ Dr. Cassidy’s book is a good addition to the literature on the subject and can be recommended 
o those facing separation problems not already solved, and to those interested in the basic 


AFRICAN JOURNAL OF ScreNcE. Edited by V. E. De Kock. Volume 
No. 1, March, 1958. Pp. 108. _ Pretoria: Department of Agriculture . Single copies 7s. 6d. 
VIJNANA ‘ParisHaD ANUSANDHAN| -PATRIKA (THE RESEARCH JournaL OF THE 
_AcapEmy). Chief Editor: Dr. Satya PRAKASH, D.Sc. Volume 1, No. Pp. 78. 
aa Allahabad, India: Vijnana Parishad. Annual Subscription: Rs. 8.00; 12s.; siahe copies 
"Mises AU POINT DE CHIMIE ANALYTIQUE PURE ET APPLIQUEE ET D’ANALYSE BROMATOLOGIQUE. 
ess _ Edited by J.-A. Gautier. Sixiéme Série. Pp. iv + 171. Paris: Masson et Cie. 1958. 
PRAcTICAL Microscopy. _ By L. C. Martin, D.Sc., A.R.CS., D.L.C., and B. K. JoHNsoN, D.L.C. 
‘Third Edition. — Pp. xii + 138. London and Glasgow: Blackie & Son Ltd. 1958. Price 
IN PETROLEUM CHEMISTRY AND REFINING. Edited by. Kennetu A. Kose and 
-McKetta, jun. Volume I. Pp. xvi + New York and London: Interscience 
is, METABOLISM OF SULPHUR COMPOUNDS. . By Les. Younc, D.Sc., Ph.D., F.R.LC., and 
GrorcEe A. Maw, Ph.D., F.R.LC. Pp. 180. London: Methuen Co. ‘Ltd.: New York: 


Bic Motecutes. By Sir Harry K.C.B., Ph.D., DSc., F.R.S. Pp. 180. London: 


on the Royal I st tut hr tma as Lectures. st 
MztHops FOR THE ANALYSIS oF Prepared by a Joint Commit: 


, Foop AND 


TECHNOLOGY AND DIsTRIBUTION 1936-56. E. ALAN BakKER, ALA., and 


he Dd. FoskeETT, M.A., F.L.A. Pp. xii + 331. London: Butterworths Scientific Publica- 
New York: Academic Press Inc. Price 63s. >; $11.00. ch, 


_Mopern ELECTROANALYTICAL Metuops. Edited by G. Cuartot. Pp. xii + 186. Amsterdam: 


_- Elsevier Publishing Co.; London: _Cleaver-Hume Press Ltd.; New York and Toronto: 
Van Nostrand Co Inc. 1958. Price 24s.; $4.85; Dfl. 12. 50. 
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are 


Reprint of issue Chimica Acta, 1958, 18, pp. 1- , with 


Wistian C. ‘Waxz, MSc., PLD, 


R.L.C. “ty 4 ILRI. Pp. x + 237. London: Maclaren Sons Ltd. 1958. Price 50s.; 


_—  Mawuat OF ANALYTICAL caL METHODS RECOMMENDED FOR SAMPLING AND ANALYSIS OF ATMOSPHERIC 
ss CONTAMINANTS. © By the Committee on Recommended Analytical Methods, American 
- Conference of Government Industrial Hygienists. ‘Loose leaf, viii + 50 pages (11 Methods). 
Cincinnati, Ohio: American Conference of ‘Government Industrial Hygienists. 1958. 


The price includes also the next nine methods that receive Committee approval. " Orders or 


enquiries should be addressed to The Secretary-Treasurer, A.C.G.I.H., 1014 


AN TO OF | Fags AND Fatty Acips. = F. D. GuNsTONE, Ph. D, 


-* 
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a ___ British workers in the field might quibble over Dr. Cassidy’s arrangement and classification J 
a scheme, but, on the whole, the book does deal fairly adequately with the fundamentals of the 7. 
r 
| 
| 
fler & 5 | 
Chemistry. Pp. xu + 124. Cambridge: . Hefter ons Ltd., for SOcie 
{ 
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